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LABORATORY DATA CONSULTANTS, INC. 
2701 Loker Ave. West, Suite 220, Carlsbad, CA 92010 Bus: 760-827-1100 Fax: 760-827-1099

Windward Environmental, LLC August 26, 2020
200 West Mercer Street, Suite 401
Seattle, WA 98119
ATTN: Amara Vandervort
amarav@windwardenv.com 

SUBJECT: Duwamish AOC4, Data Validation

Dear Ms. Vandervort,

Enclosed are the final validation reports for the fractions listed below. These SDGs were received on
August 6, 2020. Attachment 1 is a summary of the samples that were reviewed for each analysis.

LDC Project #48822:

SDG # Fraction

20F0466, 20F0471
20F0505

Semivolatiles, Hexachlorobenzene, Polychlorinated
Biphenyls, Metals, Wet Chemistry, Polychlorinated
Dioxins/Dibenzofurans

The data validation was performed under Stage 2B guidelines. The analyses were validated using
the following documents, as applicable to each method:

! Final Lower Duwamish Waterway Quality Assurance Project Plan for Remedial Design
of Upper Reach: Pre-Design Investigation; May 2020

! USEPA National Functional Guidelines for Organic Superfund Methods Data Review;
January 2017

! USEPA National Functional Guidelines for Inorganic Superfund Methods Data Review;
January 2017

! USEPA National Functional Guidelines for High Resolution Superfund Methods Data
Review; April 2016

! EPA SW 846, Third Edition, Test Methods for Evaluating Solid Waste, update 1, July
1992; update IIA, August 1993; update II, September 1994; update IIB, January 1995;
update III, December 1996; update IIIA, April 1998; IIIB, November 2004; update IV,
February 2007; update V, July 2014

Please feel free to contact us if you have any questions.

Sincerely,

Pei Geng
pgeng@lab-data.com 
Project Manager/Senior Chemist

mailto:amarav@windwardenv.com
mailto:pgeng@lab-data.com


Shaded cells indicate Stage 4 validation (all other cells are Stage 2B validation). These sample counts do not include MS/MSD, and DUPs L:\Windward\Duwamish\48822ST.wpd
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     Stage 2B/4 (client Select)   EDD  LDC #48822 (Windward Environmental, LLC - Seattle WA / Duwamish AOC4)

LDC SDG#
DATE
REC'D

(3)
DATE
DUE

SVOA
(8270E)

PAHs
(8270E
-SIM)

(1)
Pest

(8081B)
PCBs

(8082A)
Metals
(6020A)

Metals
(6020A-

UCT-KED)
Hg

(7471B)
Dioxins
(1613B)

TOC
(9060A)

Total
Solids

(2540G)

  Matrix: Water/Sediment W S W S W S W S W S W S W S W S W S W S W S W S W S W S W S W S

A 20F0466 08/06/20 08/27/20 0 13 0 12 0 12 0 14 0 11 0 12 0 12 0 4 0 12 0 12

B 20F0471 08/06/20 08/27/20 0 8 0 8 0 8 0 8 0 8 0 8 0 7 0 5 0 8 0 8

C 20F0505 08/06/20 08/27/20 0 2 0 1 0 1 0 1 0 1 0 1 0 1 - - 0 1 0 1

Total J/PG 0 23 0 21 0 21 0 23 0 20 0 21 0 20 0 9 0 21 0 21 0 0 0 0 0 0 0 0 0 0 0 200



LDC Report# 48822A2a 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August24,2020 

Semivolatiles 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0466 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS320 20F0466-01 Sediment 
LDW20-SS304 20F0466-02 Sediment 
LDW20-SS319 20F0466-03 Sediment 
LDW20-SS393 20F0466-04 Sediment 
LDW20-SS383 20F0466-05 Sediment 
LDW20-SS383DL 20F0466-05DL Sediment 
LDW20-SS390 20F0466-06 Sediment 
LDW20-SS389 20F0466-07 Sediment 
LDW20-SS413 20F0466-08 Sediment 
LDW20-SS416 20F0466-09 Sediment 
LDW20-SS418 20F0466-10 Sediment 
LDW20-SS419 20F0466-11 Sediment 
LDW20-SS392 20F0466-12 Sediment 
LDW20-SS320MS 20F0466-01 MS Sediment 
LDW20-SS320MSD 20F0466-01 MSD Sediment 

1 
V:\LOGIN\WINDWARD\DUWAMISH\48822A2A_Wl3.00C 

Collection 
Date 

06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 



Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Semivolatile Organic Compounds (SVOCs) by Environmental Protection Agency (EPA) 
SW 846 Method 8270E 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported between 8.2°C and 18.6°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. GC/MS Instrument Performance Check 

A decafluorotriphenylphosphine (DFTPP) tune was performed at 12 hour intervals. 

All ion abundance requirements were met. 

Ill. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

For compounds where average relative response factors (RRFs) were utilized, the 
percent relative standard deviations (%RSD) were less than or equal to 20.0%. 

In the case where the laboratory used a calibration curve to evaluate the compounds, all 
coefficients of determination (r2) were greater than or equal to 0.990. 

Average relative response factors (RRF) for all compounds were within validation 
criteria. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 30.0% for all compounds. 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

The percent differences (%D) were less than or equal to 20.0% for all compounds with 
the following exceptions: 

Associated 
Date Compound •/4D Samoles Flaa AorP 

07/24/20 lndeno(1,2,3-cd)pyrene 25.8 LDW20-SS383DL J (all detects) A 
Dibenzo(a,h)anthracene 24.7 
Benzo(g, h, i)perylene 24.9 

All of the continuing calibration relative response factors (RRF) were within validation 
criteria. 
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V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Surrogates 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (%R) were within QC limits. 

VIII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits. Relative 
percent differences (RPO) were within QC limits. 

IX. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The 
results were within QC limits. 

X. Field Duplicates 

No field duplicates were identified in this SDG. 

XI. Internal Standards 

All internal standard areas and retention times were within QC limits. 

XII. Compound Quantitation 

Raw data were not reviewed for Stage 28 validation. 

XIII. Target Compound Identifications 

Raw data were not reviewed for Stage 28 validation. 

XIV. System Performance 

Raw data were not reviewed for Stage 28 validation. 
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XV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

In the case where more than one result was reported for an individual sample, the least 
technically acceptable results were deemed not reportable as follows: 

Samole Comoound Reason Flaa AorP 

LDW20-SS383 Phenanthrene Results exceeded calibration range. Not reportable -
Fluoranthene 
Pyrene 

LDW20-SS383DL All compounds except Results from undiluted analyses were Not reportable -
Phenanthrene more usable. 
Fluoranthene 
Pyrene 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Semivolatiles - Data Qualification Summary - SDG 20F0466 

Sample Comoound Flaa AorP Reason 

LDW20-SS383 Phenanthrene Not reportable - Overall assessment of data 
Fluoranthene 
Pyrene 

LDW20-SS383DL All compounds except Not reportable - Overall assessment of data 
Phenanthrene 
Fluoranthene 
Pyrene 

Duwamish AOC4 
Semivolatiles - Laboratory Blank Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Semivolatiles - Field Blank Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 
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LDC #: 48822A2a 
SDG #: 20F0466 

VALIDATION COMPLETENESS WORKSHEET 
Stage 2B 

Laboratory: Analytical Resources, Inc. 

METHOD: GC/MS Semivolatiles (EPA SW 846 Method 8270E) 

Date: 68'ffl ~ 
Page:+-of__:t'. 

Reviewer:· ,nA, 
2nd Reviewer:~ 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

- A.,,..,. 

I. Samele receiot/Technical holdino times <;IA\ I I+ C~cr -kit\11< ,. ft>.' 0 ~ S,.2.°C l4-; 4 •(/ ( .i:.J}:ff';_ c( ~ ) 
II. 

Ill. 

IV. 

V. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

XIV. 

xv. 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

GC/MS Instrument oerformance check 

Initial calibration/lCV 

Continuing calibration 

Laboratory Blanks 

Field blanks 

Surroaate spikes 

Matrix spike/Matrix spike duplicates 

Laboratory control samples 

Field duolicates 

Internal standards 

Comoound auantitation RULOQ/LODs 

Taroet comoound identification 

Svstem oerformance 

Overall assessment of data 

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS320 

LDW20-SS304 

LDW20-SS319 

LDW20-SS393 

LDW20-SS383 

LDW20-SS383~ Pl.--

LDW20-SS390 

LDW20-SS389 

LDW20-SS413 

LDW20-SS416 

LDW20-SS418 

LDW20-SS419 

LDW20-SS392 

LDW20-SS320MS 
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ND = No compounds detected 
R = Rinsate 
FB = Field blank 

1 

ta <;"-M 

D = Duplicate 
TB = Trip blank 
EB = Equipment blank 

Lab ID 

20F0466-01 

20F0466-02 

20F0466-03 

20F0466-04 

20F0466-05 

20F0466-0~bL 

20F0466-06 

20F0466-07 

20F0466-08 

20F0466-09 

20F0466-10 

20F0466-11 

20F0466-12 

20F0466-01 MS 

-

\~{. ~ l. 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 



LDC #: 48822A2a 
SDG #: 20F0466 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: GC/MS Semivolatiles (EPA SW 846 Method 8270E) 

15 LDW20-SS320MSD 20F0466-01 MSD 

16 

17 

l•o 

Notes· 

~IGoi.u-bu:...J 
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Date:~ 
Page: ~f_ 

Reviewer: 6K/ 
2nd Reviewer: ¥-f .... -

Sediment 06/25/20 



VALIDATION FINDINGS WORKSHEET 

METHOD: GC/MS SVOA 

A. Phenol AA. 2-Chloronaphthalene AAA. Butylbenzylphthalate AAAA. Dibenzothiophene A1. N-Nitrosodiethylamlne 

B. Bis (2-chioroethyl) ether BB. 2-Nitroaniline BBB. 3,3'-Dichlorobenzidine BBBB. Benzo(a)fluoranthene B1. N-Nitrosodi-n-butylamine 

C. 2-Chlorophenol CC. Dimethylphthalate CCC. Benzo(a)anthracene CCCC. Benzo(b)fluorene C1. N-Nitrosomethylethylamine 

D. 1,3-Dichlorobenzene DD. Acenaphthylene ODD. Chrysene DODD. cis/trans-Decalin 01. N-Nitrosomorpholine 

E. 1,4-Dichlorobenzene EE. 2,6-Dinitrotoluene EEE. Bis(2-ethylhexyl)phthalate EEEE. Biphenyl E1. N-Nitrosopyrrolidine 

F. 1,2-Dichlorobenzene FF. 3-Nitroaniline FFF. Di-n-octytphthalate FFFF. Retene F1. Phenacetin 

G. 2-Methylphenol GG. Acenaphthene GGG. Benzo(b)fluoranthene GGGG. C30-Hopane G1. 2-Acetylaminofluorene 

H. 2,2'-0xybis(1-chloropropane) HH. 2,4-Dinitrophenol HHH. Benzo(k)fluoranthene HHHH. 1-Methylphenanthrene H 1. Pronamide 

I. 4•Methylphenol II. 4-Nltrophenol Ill. Benzo(a)pyrene 1111. 1,4-Dioxane 11. Methyl methanesulfonate 
-· 

J. N-Nitroso-di-n-propylamine JJ. Dibenzofuran JJJ. lndeno(1,2,3-cd)pyrene JJJJ.Acetophenone J1. Ethyl methanesulfonate 

K. Hexachloroethane KK. 2,4-Dinitrotoluene KKK. Dibenz(a,h)anthracene KKKK. Atrazlne K1. o,o' ,o"-Triethylphosphorothioate 

L. Nitrobenzene LL. Diethylphthalate LLL. Benzo(g,h,i)perylene LLLL. Benzaldehyde L 1. n-Phenylene diamine 

_M. lsophorone MM. 4-Chlorophenyl-phenyl ether MMM. Bis(2-Chloroisopropyl)ether MMMM. Caprolactam M1. 1,4-Naphthoquinone 

N. 2-Nitrophenol NN. Fluorene NNN.Aniline NNNN. 2,6-Dichlorophenol N1. N-Nitro-o-toluidine 

0. 2,4-Dimethylphenol 00. 4-Nitroaniline 000. N-Nitrosodimethylamine 0000. 1,2-Diphenylhydrazine 01. 1,3,5-Trinitrobenzene 

P. Bis(2-chloroethoxy)methane PP. 4,6-Dinitro-2-methylphenol PPP. Benzolc Acid PPPP. 3-Methylphenol P1. Pentachlorobenzene 

Q. 2,4-Dichlorophenol QQ. N-Nitrosodiphenylamine QQQ. Benzyl alcohol QQQQ. 3&4-Methylphenol Q1. 4-Aminobiphenyl 

R. 1,2,4-Trichlorobenzene RR. 4-Bromophenyl-phenylether RRR. Pyridine RRRR. 4-Dimethyldibenzothiophene (4MDT) R 1. 2-Naphthylamine 

S. Naph~halene SS. Hexachlorobenzene SSS. Benzidine SSSS. 2/3-Dimethyldibenzothiophene (4MDn S1. Triphenylene 

T. 4-Chloroaniline TT. Pentachlorophenol TTT. 1-Methylnaphthalene TTTT. 1-Methyldibenzothiophene (1MDT) T1. Octachlorostyrene 

U. Hexachlorobutadiene UU. Phenanthrene UUU.Benzo(b)thiophene UUUU .. 2,3,4,6-Tetrachlorophenol U1. Famphur 

V. 4-Chloro-3-methylphenol W. Anthracene VW.Benzonaphthothiophene VVW. 1,2,4,5-Tetrachlorobenzene V1. 1,4-phenylenediamine 

W. 2-Methylnaphthalene WW. Carbazole WWW.Benzo(e)pyrene WWWW .. 2-Picoline W1. Methapyrilene 

X. Hexachlorocyclopentadiene XX. Di-n-butylphthaiate XXX. 2,6-Dimethylnaphthalene XXXX. 3-Methylcholanthrene X1. Pentachloroethane 

Y. 2,4,6-Trichlorophenol YY. Fluoranthene YYY. 2,3,5-Trimethylnaphthalene YYYY. a,a-Dimethylphenethylamine Y1. 3,3'-Dimethylbenzidine 

Z. 2,4,5-Trichloroohenol zz. Pyrene ZZZ. Perylene ZZZZ. Hexachloropropene 21. o-Toluldine 

COMPNDL_SVOA long lislwpd 



METHOD: GC/MS BNA (EPA SW 846 Method 8270 ) 

VALIDATION FINDINGS WORKSHEET 
Continuing Calibration 

Please see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 
~ N/A Was a continuing calibration standard analyzed at least once every 12 hours of sample analysis for each instrument? 

N N/A Were percent differences (%0) and relative response factors (RRF) within method criteria for all CCC's and SPCC's ? 
Yl'tii 1 N/A Were all %0 and RRFs within the validation criteria of s;20 %0 and >0.05 RRF? .... 

Finding%D Finding RRF 
# Date Standard ID Compound (Limit: <20.0%) (Limit: >0.05) Associated Samples 

01?s4 l1o 1'T 14- 2..()o-,"" "'~- j.J-r '2.~. )/ ~ (J>«1 
f<.kK 2.ct.-1 '- ' 

L-vL -,.4."' I, v 

' 

CONCAL.wpd 

Page:__\....of-J­
Reviewer: JVG 

2nd Reviewer:~ 

Qualifications 

J /"':r /i.-

' y 



LDC#: 1'~'2-~AUtv VALIDATION FINDINGS WORKSHEET Page: _j_of_l_ 
Overall Assessment of Data Reviewer: JVG 

2nd Reviewer: fl 
METHOD: GC/MS BNA (EPA SW 846 Method 8270C) '--
Please see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 
All available information pertaining to the data were reviewed using professional judgement to compliment the determination of the overall quality of the data. 

<j)N N/A Was the overall quality and usability of the data acceptable? 

# Date SamolelD Comoound Findina Qualifications 

~ IAU ti z..z. "? e-<.J r,::\t\C •- NJ'... IA 
I I ., 

I 
G, A-II ti<u.rr CA,l:,(NC/ di'/ v 

I 

Comments: _______________________________________________ _ 
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LDC Report# 48822A2b 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 24, 2020 

Semivolatiles 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0466 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS320 20F0466-01 Sediment 
LDW20-SS304 20F0466-02 Sediment 
LDW20-SS319 20F0466-03 Sediment 
LDW20-SS393 20F0466-04 Sediment 
LDW20-SS383 20F0466-05 Sediment 
LDW20-SS390 20F0466-06 Sediment 
LDW20-SS389 20F0466-07 Sediment 
LDW20-SS413 20F0466-08 Sediment 
LDW20-SS416 20F0466-09 Sediment 
LDW20-SS418 20F0466-10 Sediment 
LDW20-SS419 20F0466-11 Sediment 
LDW20-SS392 20F0466-12 Sediment 
LDW20-SS320MS 20F0466-01 MS Sediment 
LDW20-SS320MSD 20F0466-01 MSD Sediment 
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Collection 
Date 

06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 



Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Semivolatile Organic Compounds (SVOCs) by Environmental Protection Agency (EPA) 
SW 846 Method 8270E in Selected Ion Monitoring (SIM) mode 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported between 8.2°C and 18.6°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. GC/MS Instrument Performance Check 

A decafluorotriphenylphosphine (DFTPP) tune was performed at 12 hour intervals. 

All ion abundance requirements were met. 

Ill. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

For compounds where average relative response factors (RRFs) were utilized, percent 
relative standard deviations (%RSD) were less than or equal to 20.0%. 

In the case where the laboratory used a calibration curve to evaluate the compounds, all 
coefficients of determination (r2) were greater than or equal to 0.990. 

Average relative response factors (RRF) for all compounds were within validation 
criteria. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 30.0% for all compounds with the following exceptions: 

Associated 
Date Compound %D Samples Flag AorP 

06/26/20 N-Nitrosodiphenylamine 65.7 All samples in SDG UJ (all non-detects) A 
20F0466 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

The percent differences (%D) were less than or equal to 20.0% for all compounds with 
the following exceptions: 
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Associated 
Date Compound %D Samples Flag AorP 

07/17/20 Benzoic acid 23.5 All samples in SDG J (all detects) A 
20F0466 UJ (all non-detects) 

Pentachlorophenol 44.2 J (all detects) 
UJ (all non-detects) 

All of the continuing calibration relative response factors (RRF) were within validation 
criteria. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Surrogates 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (%R) were within QC limits. 

VIII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits. Relative 
percent differences (RPD) were within QC limits. 

IX. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The 
results were within QC limits. 

X. Field Duplicates 

No field duplicates were identified in this SDG. 

XI. Internal Standards 

All internal standard areas and retention times were within QC limits. 
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XII. Compound Quantitation 

Raw data were not reviewed for Stage 28 validation. 

XIII. Target Compound Identifications 

Raw data were not reviewed for Stage 28 validation. 

XIV. System Performance 

Raw data were not reviewed for Stage 28 validation. 

XV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

Due to ICV %D and continuing calibration %D, data were qualified as estimated in twelve 
samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 

5 
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Duwamish AOC4 
Semivolatiles - Data Qualification Summary - SDG 20F0466 

Samole Compound Flag AorP Reason 

LDW20-SS320 N-Nitrosodiphenylamine UJ (all non-detects) A Initial calibration verification 
LDW20-SS304 (%D) 
LDW20-SS319 
LDW20-SS393 
LDW20-SS383 
LDW20-SS390 
LDW20-SS389 
LDW20-SS413 
LDW20-SS416 
LDW20-SS418 
LDW20-SS419 
LDW20-SS392 

LDW20-SS320 Benzoic acid J (all detects) A Continuing calibration (%D) 
LDW20-SS304 UJ (all non-detects) 
LDW20-SS319 Pentachlorophenol J (all detects) 
LDW20-SS393 UJ (all non-detects) 
LDW20-SS383 
LDW20-SS390 
LDW20-SS389 
LDW20-SS413 
LDW20-SS416 
LDW20-SS418 
LDW20-SS419 
LDW20-SS392 

Duwamish AOC4 
Semivolatiles - Laboratory Blank Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Semivolatiles - Field Blank Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 
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LDC #: 48822A2b 
SDG #: 20F0466 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: GC/MS.Pelyru-.1elee1 A~X!a I lyeJreeareons (EPA SW 846 Method 8270E-SIM) 

Date: of(/2q p,o 
Page:_\_of_l 

Reviewer: 1}(, 
2nd Reviewer: tt., 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

v ... r · ··- A.,.,..,. 

I. Samole receiot/Technical holdina times 

II. GC/MS Instrument oerformance check 

Ill. Initial calibration/lCV 

IV. Continuing calibration 

V. Laboratory Blanks 

VI. Field blanks 

VII. Surroaate soikes 

VIII. Matrix spike/Matrix spike duplicates 

IX. Laboratory control samples 

X. Field duplicates 

XI. Internal standards 

XII. Comoound auantitation RULOQ/LODs 

XIII. Taraet comoound identification 

XIV. Svstem oerformance 

xv. Overall assessment of data 

Note: A = Acceptable 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS320 

LDW20-SS304 

LDW20-SS319 

LDW20-SS393 

LDW20-SS383 

LDW20-SS390 

LDW20-SS389 

LDW20-SS413 

LDW20-SS416 

LDW20-SS418 

LDW20-SS419 

LDW20-SS392 

LDW20-SS320MS 

LDW20-SS320MSD 

L:\Windward\Duwamish\48822A2bW. wpd 

~nm"'"'"•"" 

l<.'JA\ / A ~ L..-- -,,_. -'JI. - ~.,oc 42,2.t r+.t•c r~ .. +ft·o1U'\., 
.,... __ ...... ~ I.I. 

I' !!.' 
, 

"(+' ;s,A\ lcA-L ~ ~i y-v 

SIA\ ct.\J 

A 
ll 
A 
'J 
t 
ll 
A-
N 

N 

N 

A 
ND = No compounds detected 
R = Rinsate 
FB = Field blank 

1 

~ Zo lo "-

L-lS .JPJ/, . 

D - Duplicate 
TB = Trip blank 
EB =- Equipment blank 

Lab ID 

20F0466-01 

20F0466-02 

20F0466-03 

20F0466-04 

20F0466-05 

20F0466-06 

20F0466-07 

20F0466-08 

20F0466-09 

20F0466-10 

20F0466-11 

20F0466-12 

20F0466-01MS 

20F0466-01MSD 

, ' 

lt-0!:-~i 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 



VALIDATION FINDINGS WORKSHEET 

METHOD: GC/MS SVOA 

A. Phenol AA. 2-Chloronaphthalene AAA. Butylbenzylphthalate AAAA. Dibenzothiophene A1. N-Nitrosodiethylamlne 

B. Bis (2-chloroethyl) ether BB. 2-Nitroaniline BBB. 3,3'-Dichlorobenzidine BBBB. Benzo(a)fluoranthene B1. N-Nitrosodi-n-butylamine 

C. 2-Chlorophenol CC. Dimethylphthalate CCC. Benzo(a)anthracene CCCC. Benzo(b)fluorene C1. N-Nitrosomethylethylamine 

D. 1,3-Dichlorobenzene DD. Acenaphthylene DOD. Chrysene DODD. cis/trans-Decalin D1. N-Nitrosomorpholine 

E. 1,4-Dichlorobenzene EE. 2,6-Dinitrotoluene EEE. Bis(2-ethylhexyl)phthalate EEEE. Biphenyl E1. N-Nitrosopyrrolidine 

F. 1,2-Dichlorobenzene FF. 3-Nitroaniline FFF. Di-n-octylphthalate FFFF. Retene F1. Phenacetin 

G. 2-Methylphenol GG. Acenaphthene GGG. Benzo(b)fluoranthene GGGG. C30-Hopane G1. 2-Acetylaminofluorene 

H. 2,2'-0xybis(1-chloropropane) HH. 2,4-Dinitrophenol HHH. Benzo(k)fluoranthene HHHH. 1-Methylphenanthrene H1. Pronamide 

I. 4-Methyfphenol II. 4-Nitrophenol Ill. Benzo(a)pyrene 1111. 1,4-Dioxane 11. Methyl methanesulfonate 

J. N-Nitroso-di-n-propylamine JJ. Dibenzofuran JJJ. lndeno(1,2,3-cd)pyrene JJJJ. Acetophenone J1. Ethyl methanesulfonate 

K. Hexachloroethane KK. 2,4-Dinitrotoluene KKK. Dibenz(a,h)anthracene KKKK. Atrazine K1. o,o',o"-Triethylphosphorothioate 

L. Nitrobenzene LL. Diethylphthalate LLL. Benzo(g,h,i)perylene LLLL. Benzaldehyde L 1. n-Phenylene diamine 

M. lsophorone MM. 4-Chlorophenyl-phenyl ether MMM. Bis(2-Chloroisopropyl)ether MMMM. Caprolactam M1. 1,4-Naphthoquinone 

N. 2-Nitrophenol NN. Fluorene NNN. Aniline NNNN. 2,6-Dichlorophenol N1. N-Nitro-o-toluidine 

0. 2,4-Dimethylphenol 00. 4-Nitroaniline 000. N-Nitrosodimethylamine 0000. 1,2-Diphenyfhydrazine 01. 1,3,5-Trinitrobenzene 

P. Bis(2-chloroethoxy)methane PP. 4,6-Dinitro-2-methylphenol PPP. Benzoic Acid PPPP. 3-Methylphenol P1. Pentachlorobenzene 

a. 2,4-Dichlorophenol aa. N-Nitrosodiphenylamine QQQ. Benzyl alcohol QQQQ. 3&4-Methylphenol 01. 4-Aminobiphenyl 

R. 1,2,4-Trichlorobenzene RR. 4-Bromophenyf-phenylether ARR. Pyridine RRRR. 4-Dimethyfdibenzothiophene (4MDT) R1. 2-Naphthylamine 

S. Naphthalene SS. Hexachlorobenzene SSS. Benzidine SSSS. 2/3-Dimethyldibenzothiophene (4MDT) S1. Triphenylene 

T. 4-Chloroaniline TT. Pentachlorophenol TTT. 1-Methylnaphthalene TTTT. 1-Methyldibenzothiophene (1 MDT) T1. Octachlorostyrene 

U. Hexachlorobutadiene UU. Phenanthrene UUU.Benzo(b)thiophene UUUU .. 2,3,4,6-Tetrachlorophenol U1. Famphur 

V. 4-Chloro-3-methylphenol VV. Anthracene VVV. Benzonaphthothiophene WW. 1,2,4,5-Tetrachlorobenzene V1. 1,4-phenyfenediamlne 

W. 2-Methylnaphthalene WW. Carbazole WWW.Benzo(e)pyrene WWWW .. 2-Picoline W1. Methapyrilene 

X. Hexachlorocyclopentadiene XX. Di-n-butylphthalate XXX. 2,6-Dimethylnaphthalene XXXX. 3-Methylcholanthrene X1. Pentachloroethane 

Y. 2,4,6-Trichlorophenol VY. Fluoranthene YYY. 2,3,5-Trimethylnaphthalene YYYY. a,a-Dimethylphenethylamine Y1. 3,3'-Dimethylbenzidine 

Z. 2,4,5-Trichlorophenol ZZ. Pyrene Z:ZZ.. Perylene ZZZZ. Hexachloropropene 21. o-Toluidine 

COMPNDL_SVOA long list.wpd 



LDC#: 

METHOD: GC/MS SVOA (EPA SW 846 Method 8270 ) 

VALIDATION FINDINGS WORKSHEET 
Initial Calibration Verification 

~se see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 
Y NIA Was an initial calibration verification standard analyzed after each ICAL for each instrument? 
'l"'N NIA Were all %D within the validation criteria of ~/30% %D? 
'-:"' 

Finding %D 
# Date Standard ID Comoound (Limit: <28.0.;~ Associated Samples 

O'-/zr,/2o $I: FO~S-$Cv ~ fJ...0... <,t;,7 A-II t }-{f)} 
, 

ICVsvoa.wpd 

Page:_Lof_l 
Reviewer: JVG 

2nd Reviewer: 1__ 

Qualifications 
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LDC#: 

METHOD: GC/MS BNA (EPA SW 846 Method 8270 } 

VALIDATION FINDINGS WORKSHEET 
Continuing Calibration 

~se see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 
N/A Was a continuing calibration standard analyzed at least once every 12 hours of sample analysis for each instrument? 

l )/ M.. N/A Were percent differences (%D} and relative response factors (RRF} within method criteria for all CCC's and SPCC's ? 
Y(N N/A Were all %D and RRFs within the validation criteria of s:20 %D and ~0.05 RRF? 

/ 
Finding %D Finding RRF 

# Date Standard ID Compound (Limit: <20.0%) (Limit: >0.05) Associated Samoles 

r,-,l,ho NTt4-'20b7l7l>~S rrr 2~.~ ~11 ( µp tllt(, 
TT 44.2. L \ L 

.,. 

. 

CONCAL.wpd 

Page:_Lot_l 
Reviewer: JVG 

2nd Reviewer:--c-

Qualifications 
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LDC Report# 48822A3a 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 24, 2020 

Hexach lorobenzene 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0466 

Laboratory Sample 
Sample Identification Identification 

LDW20-SS320 20F0466-01 
LDW20-SS304 20F0466-02 
LDW20-SS319 20F0466-03 
LDW20-SS393 20F0466-04 
LDW20-SS383 20F0466-05 
LDW20-SS390 20F0466-06 
LDW20-SS389 20F0466-07 
LDW20-SS413 20F0466-08 
LDW20-SS416 20F0466-09 
LDW20-SS418 20F0466-10 
LDW20-SS419 20F0466-11 
LDW20-SS392 20F0466-12 
LDW20-SS304MS 20F0466-02MS 
LDW20-SS304MSD 20F0466-02MSD 

1 
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Collection 
Matrix Date 

Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 



Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Hexachlorobenzene by Environmental Protection Agency (EPA) SW 846 Method 8081 B 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported between 8.2°C and 18.6°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. GC Instrument Performance Check 

Instrument performance was checked at 12 hour intervals. 

The individual 4,4'-DDT and Endrin breakdowns (%8D) were less than or equal to 
15.0%. 

Ill. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0%. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 20.0%. 

IV. Continuing Calibration 

Continuing calibration was performed at required frequencies. 

The percent differences (%D) were less than or equal to 20.0%. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Surrogates/Internal Standards 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (%R) were within QC limits. 

All internal standard areas and retention times were within QC limits. 

3 
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VIII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits. Relative 
percent differences (RPO) were within QC limits. 

IX. Laboratory Control Samples 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

X. Field Duplicates 

No field duplicates were identified in this SDG. 

XI. Compound Quantitation 

Raw data were not reviewed for Stage 28 validation. 

XII. Target Compound Identification 

Raw data were not reviewed for Stage 28 validation. 

XIII. System Performance 

Raw data were not reviewed for Stage 28 validation. 

XIV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

The quality control criteria reviewed were met and are considered acceptable. 
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Duwamish AOC4 
Hexachlorobenzene - Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Hexachlorobenzene - Laboratory Blank Data Qualification Summary - SDG 
20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Hexachlorobenzene - Field Blank Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 
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LDC #: 48822A3a 
SDG #: 20F0466 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: GC Hexachlorobenzene (EPA SW846 Method 8081 B) 

Date: ~8'/lf\ /20 
Page:j_of_L 

Reviewer: '.l}:'7 
2nd Reviewer: 't.., 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I. 

II. 

Ill. 

IV. 

V. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

YI\/ 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

. - .. ' ,n Ara<> 

Sample receipt/Technical holdina times 

GC Instrument Performance Check 

Initial calibration/lCV 

Continuina calibration 

Laboratorv Blanks 

Field blanks 

Surrogate spikes le> 
Matrix spike/Matrix spike duolicates 

Laboratory control samples 

Field duplicates 

Compound auantitation/RULOQ/LODs 

Tamet compound identification 

System Performance 

n,,.,,-11 ,.,, -'-•-

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS320 

LDW20-SS304 

LDW20-SS319 

LDW20-SS393 

LDW20-SS383 

LDW20-SS390 

LDW20-SS389 

LDW20-SS413 

LDW20-SS416 

LDW20-SS418 

LDW20-SS419 

LDW20-SS392 

LDW20-SS304MS 

LDW20-SS304MSD 

ir ~ o u.1... !>i..k,, 

L:\Windward\Duwamish\48822A3aW .wpd 
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si-J A. Cntter ~.s.= JJ. ,,~ 
ij 

A 'A-
A 
II\ 

'k.\ 

6r/" 
t1 
A 
Jj 

N 

N 

N 

b. 

ND = No compounds detected 
R = Rinsate 
FB = Field blank 

I tA-\. ~ -zo 7. 
cw f. -io I.. 

LCS. . 

D = Duplicate 
TB = Trip blank 
EB = Equipment blank 

Lab ID 

20F0466-01 

20F0466-02 

20F0466-03 

20F0466-04 

20F0466-05 

20F0466-06 

20F0466-07 

20F0466-08 

20F0466-09 

20F0466-10 

20F0466-11 

20F0466-12 

20F0466-02MS 

20F0466-02MSD 

·-
i.2'"C 7-f',4f'Ov (~-!' :j; 

t"'1~:2oz 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 
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LDC Report# 48822A3b 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 25, 2020 

Polychlorinated Biphenyls 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0466 

Laboratory Sample 
Sample Identification Identification 

LDW20-SS320 20F0466-01 
LDW20-SS304 20F0466-02 
LDW20-SS304DL 20F0466-02DL 
LDW20-SS319 20F0466-03 
LDW20-SS393 20F0466-04 
LDW20-SS383 20F0466-05 
LDW20-SS390 20F0466-06 
LDW20-SS389 20F0466-07 
LDW20-SS413 20F0466-08 
LDW20-SS416 20F0466-09 
LDW20-SS416DL 20F0466-09DL 
LDW20-SS418 20F0466-10 
LDW20-SS419 20F0466-11 
LDW20-SS392 20F0466-12 
LDW20-SS304MS 20F0466-02MS 
LDW20-SS304MSD 20F0466-02MSD 
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Collection 
Matrix Date 

Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
Sediment 06/25/20 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Polychlorinated Biphenyls (PCBs) by Environmental Protection Agency (EPA) SW 846 
Method 8082A 

All sample results were subjected to Stage 2B data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported between 8.2°C and 18.6°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0% for 
all compounds. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 20.0% for all compounds with the following exceptions: 

Associated 
Date Standard Column Comoound %0 Samples Flaa AorP 

07/02/20 SIG0056-SCV1 1C Aroclor-1260 21.8 LDW20-SS320 J (all detects) A 
LDW20-SS304 UJ (all non-detects) 
LDW20-SS319 
LDW20-SS393 
LDW20-SS383 
LDW20-SS390 
LDW20-SS389 
LDW20-SS413 
LDW20-SS416 
LDW20-SS418 
LDW20-SS419 
LDW20-SS392 

07/17/20 SIG0253-SCV1 2C Aroclor-1260 27.9 LDW20-SS304DL J (all detects) A 
LDW20-SS416DL 

Ill. Continuing Calibration 

Continuing calibration was performed at required frequencies. 

The percent differences (%D) were less than or equal to 20.0% for all compounds with 
the following exceptions: 

Associated 
Date Standard Column Comoound %0 Samoles Flaa AorP 

07/14/20 SIG0199-CCV5 2C Aroclor-1254 23.1 LDW20-SS320 J ( all detects) A 
LDW20-SS304 
LDW20-SS319 
LDW20-SS393 
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IV. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

V. Field Blanks 

No field blanks were identified in this SDG. 

VI. Surrogates/Internal Standards 

Surrogates were added to all samples as required by the method. Surrogate recoveries 
(%R) were not within QC limits for sample LDW20-SS304DL. No data were qualified for 
samples analyzed at greater than or equal to SX dilution. 

All internal standard areas and retention times were within QC limits. 

VII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits with the 
following exceptions: 

Spike ID MS (%R) MSD(%R) 
(Associated Samples) Compound (Limits) (Limits) Flag AorP 

LDW20-SS304MS/MSD Aroclor-1016 194 (56-120) 210 (56-120) NA -
(LDW20-SS304 
LDW20-SS304DL) 

LDW20-SS304MS/MSD Aroclor-1260 20.8 (58-120) 34.7 (58-120) J (all detects) A 
(LDW20-SS304 
LDW20-SS304DL) 

Relative percent differences (RPO) were within QC limits. 

VIII. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The 
results were within QC limits. 

IX. Field Duplicates 

No field duplicates were identified in this SDG. 
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X. Compound Quantitation 

The sample results for detected compounds from the two columns were within 40% 
relative percent difference (RPO) with the following exceptions: 

Samele Comoound RPD 

LDW20-SS393 Aroclor-1248 41.7 

LDW20-SS390 Aroclor-1248 48.1 

LDW20-SS389 Aroclor-1254 99.7 

LDW20-SS416 Aroclor-1254 43.8 
Aroclor-1260 47 

LDW20-SS418 Aroclor-1254 41.1 

Raw data were not reviewed for Stage 2B validation. 

XI. Target Compound Identification 

Raw data were not reviewed for Stage 2B validation. 

XII. Overall Assessment of Data 

Flaa AorP 

J (all detects) A 

J (all detects) A 

J (all detects) A 

J ( all detects) A 
J (all detects) 

J (all detects) A 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

In the case where more than one result was reported for an individual sample, the least 
technically acceptable results were deemed not reportable as follows: 

Sample Compound Reason Flaa AorP 

LDW20-SS304 Aroclor-1248 Results exceeded calibration Not reportable -
Aroclor-1254 range. 
Aroclor-1260 

LDW20-SS304DL All compounds except Results from undiluted analyses Not reportable -
Aroclor-1248 were more usable. 
Aroclor-1254 
Aroclor-1260 

LDW20-SS416 Aroclor-1248 Results exceeded calibration Not reportable -
Aroclor-1254 range. 
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I Samele I Comeound I Reason I Flag I AorP I 
LDW20-S5416DL All compounds except Results from undiluted analyses Not reportable -

Aroclor-1248 were more usable. 
Aroclor-1254 

Due to ICV %D, continuing calibration %D, MS/MSD %R, and RPD between two 
columns, data were qualified as estimated in twelve samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Polychlorinated Biphenyls - Data Qualification Summary - SDG 20F0466 

Sample Compound Flag AorP Reason 

LDW20-SS320 Aroclor-1260 J (all detects) A Initial calibration verification 
LDW20-SS319 UJ (all non-detects) (%D) 
LDW20-SS393 
LDW20-SS383 
LDW20-SS390 
LDW20-SS389 
LDW20-SS413 
LDW20-SS416 
LDW20-SS418 
LDW20-SS419 
LDW20-SS392 
LDW20-SS304DL 

LDW20-SS320 Aroclor-1254 J (all detects) A Continuing calibration (%D) 
LDW20-SS319 
LDW20-SS393 

LDW20-SS304DL Aroclor-1260 J ( all detects) A Matrix spike/Matrix spike 
duplicate (%R) 

LDW20-SS393 Aroclor-1248 J ( all detects) A Compound quantitation 
LDW20-SS390 (RPD between two 

columns) 

LDW20-SS389 Aroclor-1254 J (all detects) A Compound quantitation 
LDW20-SS418 (RPD between two 

columns) 

LDW20-SS416 Aroclor-1260 J (all detects) A Compound quantitation 
(RPD between two 
columns) 

LDW20-SS304 Aroclor-1248 Not reportable - Overall assessment of data 
Aroclor-1254 
Aroclor-1260 

LDW20-SS304DL All compounds except Not reportable - Overall assessment of data 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 

LDW20-SS416 Aroclor-1248 Not reportable - Overall assessment of data 
Aroclor-1254 

LDW20-SS416DL All compounds except Not reportable - Overall assessment of data 
Aroclor-1248 
Aroclor-1254 
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Duwamish AOC4 
Polychlorinated Biphenyls - Laboratory Blank Data Qualification Summary - SDG 
20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Polychlorinated Biphenyls - Field Blank Data Qualification Summary - SDG 
20F0466 

No Sample Data Qualified in this SDG 
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LDC #: 48822A3b 
SDG #: 20F0466 

VALIDATION COMPLETENESS WORKSHEET 
Stage 2B 

Laboratory: Analytical Resources, Inc. 

METHOD: GC Polychlorinated Biphenyls (EPA SW846 Method 8082A) 

Date:~Ao,/zo 
Page:...l_of_l 

Reviewer: 6)1, 
2nd Reviewer: 't 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

V:al:.• .. Ara .. 

I. Sample receipt/Technical holding times 

II. Initial calibration/lCV 

Ill. Continuina calibration 

IV. Laboratorv Blanks 

V. Field blanks 

VI. Surroaate soikes / I<. 

VII. Matrix soike/Matrix soike duolicates 

VIII. Laboratory control samoles 

IX. Field duplicates 

X. Com pound quantitation/RULOQ/LODs 

XI. Target compound identification 

YII f'h,.,,,.11 nf "'~•~ 

Note: A = Acceptable 

1 

2 

3 

4 

5 

6 

7 -8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

N = Not provided/applicable 
SW = See worksheet 

Client ID 

' 
LDW20-SS320 

LDW20-SS304 

LDW20-SS304RE [}L ... 

LDW20-SS319 

LDW20-SS393 

LDW20-SS383 

LDW20-SS390 

LDW20-SS389 

LDW20-SS413 

LDW20-SS416 

LDW20-SS416Qi: PL-
LDW20-SS418 

LDW20-SS419 

LDW20-SS392 

LDW20-SS304MS 

LDW20-SS304MSD 

fbI G & i. ... 1..-

L:\Windward\Duwamish\48822A3bW .wpd 

r ,_ 

<"WI A- COJW-kh\D<,= ,,,,-c. 8,.2.•c. 11:cf-•c, (. U\$1\"'f'h ;;.,· .... 
,#,'wu -f'O o...l 

A,SKl t CA t.. £ ?_,., l, 
.>~ cw c... ~7,.., 
A 
/...I 

<iA\ I A. ,If.~ NI - d,'1 
S'V\\ 
A l...C.S Sf<M 

iJ r 

SIJJ 
N 

sw 
ND = No compounds detected 
R = Rinsate 

D = Duplicate 
TB = Trip blank 

FB = Field blank EB = Equipment blank 

Lab ID 

,· 20F0466-01 

,,, 
20F0466-02 

20F0466-02~J>J 

✓ 20F0466-03 
✓ 

20F0466-04 
, 

20F0466-05 

r 
20F0466-06 

~ 
20F0466-07 

I 20F0466-08 

. 20F0466-09 

20F0466-09RE 1>1 

I 
20F0466-10 

I 
20F0466-11 

' 20F0466-12 

20F0466-02MS 

20F0466-02MSD 

I CAI t. ''Zo I.. 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 



VALIDATION FINDINGS WORKSHEET 

METHOD: Pesticide/PCBs (EPASW 846 Method 8081/8082) 

A. alpha-BHC K.Endrin U.Toxaphene EE. 2,4'-DDT 00. trans-Heptachlor epoxide 

B. beta-BHC L. Endosulfan II V. Aroclor-1016 FF. Hexachlorobenzene PP. Mirex 

C. delta-BHC M.4,4'-DDD W. Aroclor-1221 GG. Chlordane QQ tis-Chlordane 

D. gamma-BHC N. Endosulfan sulfate X. Aroclor-1232 HH. Chlordane (fechnical) RR. trans-Chlordane 

E. Heptachlor O.4,4'-DDT Y. Aroclor-1242 II. Aroclor 1262 ss. 

F.Aldrin P. Methoxychlor Z. Aroclor-1248 JJ. Aroclor 1268 TT. 

G. Heptachlor epoxide Q. Endrin ketone AA. Aroclor-1254 KK. Oxychlordane uu. 

H. Endosulfan I R. Endrin aldehyde BB. Aroclor-1260 LL. trans-Nonachlor w 

I.Dieldrin S. alpha-Chlordane CC. 2,4'-DDD MM. cis-Nonachlor WW. 

J.4,4'-DDE T. aamma-Chlordane DD. 2,4'-DDE NN. cis-Heptachlor epoxide XX. 

Notes:. ______________________________________________________ _ 
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VALIDATION FINDINGS WORKSHEET 
Initial Calibration Verification 

METHOD: GC Pesticides/PCBs (EPA SW 846 Method 8081/8082) 

Please see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 
VWJat type of initial calibration verification calculation was performed? _%Dor %R 
(y, N N/A Was an initial calibration verification standard analyzed after each ICAL for each instrument? 
-f1 N)N/A Did the initial calibration verification standards meet the %D / %R validation criteria of <20.0% / 80-120%? 

Detector/ %D 
# Date Standard ID Column Compound (Limit s; 20.0) Associated Samples 

,-, /4-,, l?SJ SIG oo;r, .... S: •vf... '1/__. Bb :Z.I. g I '1.. 4--10 \'7-1<.. liAI-.. 
I I I r f.jfJ ; h1.s.. J 

'- ./ 

SJ:"Gt>2-5?- Si t:u1 2C,. 13~ 27. c; ?. h r v~-1-, 
,/ 

ICV-8081_2.wpd 
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Reviewer: JVG 
2nd Reviewer: "( 

Qualifications 
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LDC#: VALIDATION FINDINGS WORKSHEET 
Continuing Calibration 

METHOD: GC Pesticides/PCBs (EPA SW 846 Method 808118082) 
Please see qualifications below for all questions answered "N" Not applicable questions are identified as "NIA". 
Y N IA Were Evaluation mix standards run before initial calibration and before samples? 

N Were Endrin & 4,4'-DDT breakdowns acceptable in the Evaluation Mix standard t:_15.0% for individual breakdowns)? 
Y N NIA Was at least one standard run daily to verify the working curve? 

....:_~=IA..:.. Did the continuing calibration standards meet the percent difference (%D) I relative percent difference (RPO) criteria of ~20.0%? 
Level IV/D Only 
YN~ Were the retention times for all calibrated compounds within their respective acceptance windows? 

II # 
--- %D 

Date Standard ID Column Comnound (Limit ~ 20.0) RT (Limits) Associated Samples 

Page:-\-of_j 
Reviewer: JVG 

2nd Reviewer: ,e: 

Qualifications 

b'1/(4 fo.o s J:.G-o \ '1 eJ - cr;,v > -zc,. AA ~3 I ( ) 1 f. 4 !," Is ,<.. /vt'fl ,. /2:r /A 

A. alpha-BHC F. Aldrin 
B. beta-BHC G. Heptachlor epoxide 
C. delta-BHC H. Endosulfan I 
D. gamma-BHC I. Dieldrin 
E. Heptachlor J. 4,4'-DDE 

CONCAL-pest.wpd 

K. Endrin 
L. Endosulfan II 
M. 4,4'-DDD 
N. Endosulfan sulfate 
0. 4,4'-DDT 

P. Methoxychlor 
a. Endrin ketone 
R. Endrin aldehyde 
S. alpha-Chlordane 
T. gamma-Chlordane 

U. Toxaphene 
V. Aroclor-1016 
W. Aroclor-1221 
X. Aroclor-1232 
Y. Aroclor-1242 

( 
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Z. Aroclor-1248 
AA. Aroclor-1254 
BB. Aroclor-1260 
CC. 2,4'-DDD 
DD. 2,4'-DDE 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

) 

EE. 2,4'-DDT 
FF. Hexachlorobenzene 
GG. Chlordane 
HH. Chlordane (Tech) 
II. Aroclor 1262 

;,--1'\_\_ "') 
\..!' -/ 

JJ. Aroclor 1268 
KK. Oxychlordane 
LL. trans- Nonachlor 
MM. cis-Nonachlor 
NN. ___ _ 

I 1 

00. ____ _ 
PP. ____ _ 
aa. ____ _ 
RR. ____ _ 
ss. ____ _ 



LDC #: 'f~ f1...~ ',b VALIDATION FINDINGS WORKSHEET 
Matrix Spike/Matrix Spike Duplicates 

METHOD: GC Pesticides/PCBs (EPA SW 846 Method 8081/8082) 

e.Jease see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 
ry} N N/A Were a matrix spike (MS) and matrix spike duplicate (MSD) analyzed for each matrix in this SDG? 

( ''£IN N/A Was a MS/MSD analyzed every 20 samples for each matrix or whenever a sample extraction was performed? 
Y ~ JN/A Were the MS/MSD oercent recoveries (%R) and the relative oercent differences (RPD) within the QC limits? 

MS MSD 
MS/MSD ID Comoound %R (Limits) %R (Limits) RPO (Limits\ Associated Samoles 

IS 7i rn V l~4 r5<tJ-- tu 1 ~tc , sr,,. l'1ri 1 , ) 2 ~ ( N~ J 
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METHOD: _/GC _ HPLC 

VALIDATION FINDINGS WORKSHEET 
Compound Quantitation and Reported CRQLs 

Please see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 
evel IV/D Only 

N NIA Were CRQLs adjusted for sample dilutions, dry weight factors, etc.? 
~ Did the reported results for detected target compounds agree within 10.0% of the recalculated results? 
~ Did the percent difference of detected compounds between two columns./detectors ~40%? 

f If no, olease see indinas bellow. 

# Compound Name Sample ID 
@t.D Between Two Columns/Detectors 

Limit (< 40%) 

:z '7 41,7 

z 7 ~\ 

M g 1t:t.7 

Al+ lo 4~& 
(bb .1, c.f-7 

AA )2 -f/, I 

Comments: See sample calculation verification worksheet for recalculations 

COMQUA%RPD2col_r1 .wpd 
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VALIDATION FINDINGS WORKSHEET 
Overall Assessment of Data 

METHOD: GC Pesticides/PCBs (EPA SW846 Method 8081/8082) 

Please see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 

Page: _\_of_) 
Reviewer: JVG 

2nd Reviewer: ---4,--

All available information pertaining to the data were reviewed using professional judgement to compliment the determination of the overall quality of the data. 

(jN N/A Was the overall quality and usability of the data acceptable? 

# Comoound Name Findina Associated samnle Qualifications 

t.. A-A e>PJ 7 ~ n.tlL"-...t,, 1. 1-j R_ rA 
I - ' 

All txc:u:l ~~o~~ dil ~ 
I 

z AA 7 U.I .,..-~IV lo 
I r, 

MA ,-.r1 •• t. ,;.how Jil I I v 

' I 

Comments:-------------------------------------------------
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LDC Report# 48822A4a 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 20, 2020 

Metals 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0466 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS320 20F0466-01 Sediment 
LDW20-SS304 20F0466-02 Sediment 
LDW20-SS319 20F0466-03 Sediment 
LDW20-SS393 20F0466-04 Sediment 
LDW20-SS383 20F0466-05 Sediment 
LDW20-SS390 20F0466-06 Sediment 
LDW20-SS389 20F0466-07 Sediment 
LDW20-SS413 20F0466-08 Sediment 
LDW20-SS416 20F0466-09 Sediment 
LDW20-SS418 20F0466-10 Sediment 
LDW20-SS419 20F0466-11 Sediment 
LDW20-SS392 20F0466-12 Sediment 
LDW20-SS320MS 20F0466-01 MS Sediment 
LDW20-SS320MSD 20F0466-01 MSD Sediment 
LDW20-SS320DUP 20F0466-01 DUP Sediment 
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Collection 
Date 

06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 



Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Inorganic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following methods: 

Arsenic, Cadmium, Chromium, Copper, Lead, Silver, and Zinc by Environmental 
Protection Agency (EPA) SW 846 Method 6020A 
Mercury by EPA SW 846 Method 7471 B 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

All samples were received in good condition. 

All technical holding time requirements were met. 

II. ICPMS Tune 

The mass calibration was within 0.1 AMU and the percent relative standard deviation 
(%RSD) was less than or equal to 5%. 

Ill. Instrument Calibration 

Initial and continuing calibrations were performed as required by the methods. 

The initial calibration verification (ICV) and continuing calibration verification (CCV) 
standards were within QC limits. 

IV. ICP Interference Check Sample Analysis 

The frequency of interference check sample (ICS) analysis was met. All criteria were 
within QC limits. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the methods. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits. Relative 
percent differences (RPO) were within QC limits. 

VIII. Duplicate Sample Analysis 

Duplicate (DUP) sample analysis was performed on an associated project sample. 
Results were within QC limits. 

IX. Serial Dilution 

Serial dilution was not performed for this SDG. 
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X. Laboratory Control Samples 

Laboratory control samples (LCS) were analyzed as required by the methods. Percent 
recoveries (%R) were within QC limits. 

XI. Field Duplicates 

No field duplicates were identified in this SDG. 

XII. Internal Standards (ICP-MS) 

Raw data were not reviewed for Stage 2B validation. 

XIII. Sample Result Verification 

Raw data were not reviewed for Stage 2B validation. 

XIV. Overall Assessment of Data 

The analysis was conducted within all specifications of the methods. No results were 
rejected in this SDG. 

The quality control criteria reviewed were met and are considered acceptable. 
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Duwamish AOC4 
Metals - Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Metals - Laboratory Blank Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Metals - Field Blank Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 
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LDC #: 48822A4a 
SDG #: 20F0466 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources. Inc. 

METHOD: Metals (EPA SW 846 Method 6020A/7471B) 

Date({Jlft( ?() 
Page:~of..l...... 

Reviewer:~ 
2nd Reviewer: ___ ..__ 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I. 

II. 

Ill. 

IV. 

V. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

YI\/ 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

._. ■ I ■ • I Ar .... ~nffln'lftnt .. 

Samole receioVTechnical holding times t+,Ji 
ICP/MS Tune A 
Instrument Calibration A 
ICP Interference Check Samole (ICS) Analysis />r 
Laboratory Blanks 

Field Blanks 

Matrix Soike/Matrix Soike Duolicates 

Duplicate samole analvsis 

Serial Dilution 

Laboratory control samples 

Field Duplicates 

Internal Standard (ICP-MS) 

Sample Result Verification 

n,.--11 · ·--· nf n ..... 

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS320 

LDW20-SS304 

LDW20-SS319 

LDW20-SS393 

LDW20-SS383 

LDW20-SS390 

LDW20-SS389 

LDW20-SS413 

LDW20-SS416 

LDW20-SS418 

LDW20-SS419 

LDW20-SS392 

LDW20-SS320MS 

LDW20-SS320MSD 

LDW20-SS320DUP 
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A 
/\I 
A 
A 
pl 
A- LC~ 
/\I 
t./ f'CYr" re», e~ 
N 

-?t 
ND= No compounds detected 
R = Rinsate 
FB = Field blank 

1 

, 

D = Duplicate 
TB = Trip blank 
EB = Equipment blank 

lab ID 

20F0466-01 

20F0466-02 

20F0466-03 

20F0466-04 

20F0466-05 

20F0466-06 

20F0466-07 

20F0466-08 

20F0466-09 

20F0466-10 

20F0466-11 

20F0466-12 

20F0466-01 MS 

20F0466-01 MSD 

20F0466-01DUP 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 



LDC#: 48822A4a VALIDATION FINDINGS WORKSHEET 
Sample Specific Element Reference 

All elements are applicable to each sample as noted below. 

Sample ID Target Analyte List 
1 to 12 As, Cd, Cr, Cu, Pb, Ag, Zn, Hg 

QC: 13-15 As, Cd, Cr, Cu, Pb, Ag, Zn, Hg 

Analysis Method 

ICP 

ICP-MS As, Cd, Cr, Cu, Pb, Ag, Zn 

CVAA Hg 

Page 1 of 1 
Reviewer:CR 



LDC Report# 48822A6 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 20, 2020 

Wet Chemistry 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0466 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS320 20F0466-01 Sediment 
LDW20-SS304 20F0466-02 Sediment 
LDW20-SS319 20F0466-03 Sediment 
LDW20-SS393 20F0466-04 Sediment 
LDW20-SS383 20F0466-05 Sediment 
LDW20-SS390 20F0466-06 Sediment 
LDW20-SS389 20F0466-07 Sediment 
LDW20-SS413 20F0466-08 Sediment 
LDW20-SS416 20F0466-09 Sediment 
LDW20-SS418 20F0466-10 Sediment 
LDW20-SS419 20F0466-11 Sediment 
LDW20-SS392 20F0466-12 Sediment 
LDW20-SS320MS 20F0466-01 MS Sediment 
LDW20-SS320DUP 20F0466-01 DUP Sediment 

1 
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Collection 
Date 

06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 
06/25/20 



Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Inorganic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following methods: 

Total Organic Carbon by Environmental Protection Agency (EPA) SW 846 Method 
9060A 
Total Solids by Standard Method 2540G 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 

2 
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I. Sample Receipt and Technical Holding Times 

All samples were received in good condition. 

All technical holding time requirements were met. 

II. Initial Calibration 

All criteria for the initial calibration of each method were met. 

Ill. Continuing Calibration 

Continuing calibration frequency and analysis criteria were met for each method when 
applicable. 

IV. Laboratory Blanks 

Laboratory blanks were analyzed as required by the methods. No contaminants were 
found in the laboratory blanks. 

V. Field Blanks 

No field blanks were identified in this SDG. 

VI. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) sample analysis was performed on an associated project sample. 
Percent recoveries (%R) were within QC limits. 

VII. Duplicate Sample Analysis 

Duplicate (DUP) sample analysis was performed on an associated project sample. 
Results were within QC limits. 

VIII. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the methods. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the methods. The 
results were within QC limits. 

IX. Field Duplicates 

No field duplicates were identified in this SDG. 

X. Sample Result Verification 

Raw data were not reviewed for Stage 28 validation. 

3 
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XI. Overall Assessment of Data 

The analysis was conducted within all specifications of the methods. No results were 
rejected in this SDG. 

The quality control criteria reviewed were met and are considered acceptable. 

4 
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Duwamish AOC4 
Wet Chemistry - Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Wet Chemistry - Laboratory Blank Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Wet Chemistry - Field Blank Data Qualification Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 

5 
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LDC #: 48822A6 
SDG #: 20F0466 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: (Analyte) TOC (EPA SW846 Method 9060A), Total Solids (SM 2540G) 

Date~qf?o 
Page:~ofj_ 

Reviewer: C:;,..__-
2nd Reviewer: 1£ 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I. 

II 

Ill. 

IV 

V 

VI. 

VII. 

VIII. 

IX. 

X. 

VI 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

11 i. 

v .. , .. .. A.,..,. 

Sample receiotrrechnical holdina times 

Initial calibration 

Calibration verification 

Laboratory Blanks 

Field blanks 

Matrix Spike/Matrix Spike Duplicates 

Duplicate sample analysis 

Laboratorv control samples 

Field duplicates 

Sample result verification 

n,---" nf .J-•-

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS320 

LDW20-SS304 

LDW20-SS319 

LDW20-SS393 

LDW20-SS383 

LDW20-SS390 

LDW20-SS389 

LDW20-SS413 

LDW20-SS416 

LDW20-SS418 

LDW20-SS419 

LDW20-SS392 

LDW20-SS320MS 

LDW20-SS320DUP 

il-,-A 
A 

A 
I>( 

N 
A 
fj 

fr '-£'-> 
(\/1 

N 

J1 
ND = No compounds detected 
R = Rinsate 
FB = Field blank 

.,I 

I 

~~'("I'\ 

D = Duplicate 
TB = Trip blank 

·-;n 

EB = Equipment blank 

Lab ID 

20F0466-01 

20F0466-02 

20F0466-03 

20F0466-04 

20F0466-05 

20F0466-06 

20F0466-07 

20F0466-08 

20F0466-09 

20F0466-10 

20F0466-11 

20F0466-12 

20F0466-01 MS 

20F0466-01 DUP 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Notes:. __________________________________________ _ 
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LDC #: 48822A6 VALIDATION FINDINGS WORKSHEET 

Sample Specific Element Reference 

All elements are applicable to each sample as noted below. 

Sample ID Target Analyte List 

1 to 12 Total solids, TOC 

QC: 13, 15 TOC 

Page 1 of 1 

Reviewer:CR · 



LDC Report# 48822A21 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 24, 2020 

Polychlorinated Dioxins/Dibenzofurans 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0466 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS320 20F0466-01 Sediment 
LDW20-SS304 20F0466-02 Sediment 
LDW20-SS389 20F0466-07 Sediment 
LDW20-SS419 20F0466-11 Sediment 

1 
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Collection 
Date 

06/25/20 
06/25/20 
06/25/20 
06/25/20 



Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in accordance 
with the Final Lower Duwamish Waterway Quality Assurance Project Plan for Remedial 
Design of Upper Reach: Pre-Design Investigation (May 2020) and a modified outline of the 
USEPA National Functional Guidelines (NFG) for High Resolution Superfund Methods Data 
Review (April 2016). Where specific guidance was not available, the data has been 
evaluated in a conservative manner consistent with industry standards using professional 
experience. 

The analyses were performed by the following method: 

Polychlorinated Dioxins/Dibenzofurans by Environmental Protection Agency (EPA) Method 
1613B 

All sample results were subjected to Stage 2B data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified by 
the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the compound or analyte should be considered not 
detected at the reported concentration due to the presence of contaminants 
detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not detected 
by the laboratory; however the reported quantitation/detection limit is estimated due 
to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the associated 
sample(s) was reported as not detected by the laboratory and did not warrant the 
qualification of the data. 

A qualification summary table is provided at the end of this report if data has been qualified. 
Flags are classified as P (protocol) or A (advisory) to indicate whether the flag is due to a 
laboratory deviation from a specified protocol or is of technical advisory nature. 

2 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported between 8.2°C and 18.6°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. HRGC/HRMS Instrument Performance Check 

Instrument performance was checked at the required frequency. 

Retention time windows were established for all homologues. The chromatographic 
resolution between 2,3,7,8-TCDD and peaks representing any other unlabeled TCDD 
isomer was less than or equal to 25%. 

The static resolving power was at least 10,000 (10% valley definition). 

Ill. Initial Calibration and Initial Calibration Verification 

A five point initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0% for 
unlabeled compounds and less than or equal to 35.0% for labeled compounds. 

The ion abundance ratios for all PCDDs and PCDFs were within validation criteria. 

The percent differences (%0) of the initial calibration verification (ICV) standard were within 
the QC limits for unlabeled compounds and labeled compounds. 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

All of the continuing calibration results were within the QC limits for unlabeled compounds 
and labeled compounds. 

The ion abundance ratios for all PCDDs and PCDFs were within validation criteria. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were found 
in the laboratory blanks with the following exceptions: 

3 
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Extraction Associated 
Blank ID Date Compound Concentration Samples 

BIG0062-BLK1 07/09/20 1,2,3,4,6,7,8-HpCDF 0.0645 ng/Kg All samples in SDG 
1,2,3,4,6,7,8-HpCDD 0.319 ng/Kg 20F0466 
OCDF 0.727 ng/Kg 
OCDD 2.68 ng/Kg 

Sample concentrations were compared to concentrations detected in the laboratory blanks. 
The sample concentrations were either not detected or were significantly greater than the 
concentrations found in the associated laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Matrix Spike/Matrix Spike Duplicates 

The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix spike 
and matrix spike duplicate analyses were not performed for this SDG. 

VIII. Ongoing Precision Recovery/Standard Reference Materials 

Ongoing precision recovery (QPR) samples were analyzed as required by the method. 
Percent recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The results 
were within QC limits. 

IX. Field Duplicates 

No field duplicates were identified in this SDG. 

X. Labeled Compounds 

All percent recoveries (%R) for labeled compounds used to quantitate target compounds 
were within QC limits. 

XI. Compound Quantitation 

All compound quantitations were within validation criteria with the following exceptions: 

I Samele I Comeound I Flag I AorP I 
All samples in SDG 20F0466 All compounds reported as estimated maximum J (all detects) A 

possible concentration (EMPC) and greater than the 
reporting limit. 
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I Samele I Comeound I Flag I 
All samples in SDG 20F0466 All compounds reported as estimated maximum U (all non-detects) 

possible concentration (EMPC) and less than the 
reporting limit. 

LDW20-SS304 All compounds flagged "X" due to chlorinated J (all detects) 
LDW20-SS389 diphenyl ether (COPE) interference. 

Samole Comoound Findina Criteria Flaa 

LDW20-SS304 OCDD Sample result exceeded Reported result should be J (all detects) 
calibration range. within calibration range. 

Raw data were not reviewed for Stage 28 validation. 

XII. Target Compound Identifications 

Raw data were not reviewed for Stage 2B validation. 

XIII. System Performance 

Raw data were not reviewed for Stage 2B validation. 

XIV. Overall Assessment of Data 

AorP I 
A 

A 

AorP 

p 

The analysis was conducted within all specifications of the method. No results were rejected 
in this SDG. 

Due to compounds reported as EMPC, COPE interference, and results exceeding 
calibration range, data were as estimated or not detected in four samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Polychlorinated Dioxins/Dibenzofurans - Data Qualification Summary - SDG 20F0466 

, Sample Compound Flaa AorP Reason 

LDW20-SS320 All compounds reported as estimated J (all detects) A Compound quantitation 
LDW20-SS304 maximum possible concentration (EMPC). (EMPC) 
LDW20-SS389 
LDW20-SS419 

LDW20-SS320 All compounds reported as estimated U (all non-detects) A Compound quantitation 
LDW20-SS304 maximum possible concentration (EMPC) (EMPC) 
LDW20-SS389 and less than the reporting limit. 
LDW20-SS419 

LDW20-SS304 All compounds flagged "X" due to J (all detects) A Compound quantitation 
LDW20-SS389 chlorinated diphenyl ether (CDPE) (CDPE interference) 

interference. 

LDW20-SS304 OCDD J (all detects) p Compound quantitation 
(exceeded range) 

Duwamish AOC4 
Polychlorinated Dioxins/Dibenzofurans - Laboratory Blank Data Qualification 
Summary - SDG 20F0466 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Polychlorinated Dioxins/Dibenzofurans - Field Blank Data Qualification Summary -
SDG 20F0466 

No Sample Data Qualified in this SDG 
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LDC #: 48822A21 
SDG #: 20F0466 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: HRGC/HRMS Polychlorinated Dioxins/Dibenzofurans (EPA Method 1613B) 

Date: 0Klf11 /'7-0 
Page:_lof_l_ 

Reviewer: <ll:f./ 
2nd Reviewer: tC:>:: 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

u .. 1i~:1tinn Ar .. ,,. r - . 

I. Sample receiptfTechnical holding times <;JA, A C'fli>/tr -ltt'>\D~ .:: r1.<.•c. B.2t- r+.1-,-.. ...... f "$ti-ff,i;,f c,,.f. .,_. __ .L.-

II. HRGC/HRMS Instrument performance check A-
Ill. Initial calibration/lCV A I A. 
IV. Continuina calibration A 
V. Laboratory Blanks $1,\) 
VI. Field blanks l\ 
VII. Matrix soike/Matrix soike duolicates ll 

VIII. Laboratorv control samoles A 
IX. Field duolicates fJ 
X. Labeled Compounds A 
XI. Compound quantitation RULOQ/LODs Slt/J 
XII. Target compound identification N 

XIII. System performance N 

XIV. Overall assessment of data A,-

Note: A :a: Acceptable ND :a: No compounds detected 
R :a: Rinsate 

1 

2 

3 

4 

5 

6 

7 

8 

9 

1n 

Notes: 

N :a: Not provided/applicable 
SW :a: See worksheet 

Client ID 

LDW20-SS320 

LDW20-SS304 

LDW20-SS389 

LDW20-SS419 

L:\Windward\Duwamish\48822A21W .wpd 

FB :a: Field blank 

1 

ICA-L G:. '2-0 /~s ?o 
cCAJ ~ &c li"'-1'h 

ofK SR."1 

f:;fl'I Pc -= J~h 

D :a: Duplicate 
TB :a: Trip blank 
EB :a: Equipment blank 

Lab ID 

20F0466-01 

20F0466-02 

20F0466-07 

20F0466-11 

' -

\O\J ~ ~c ,;"' ;-1-; 

SB:a:Source blank 
OTHER: 

Matrix Date 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

Sediment 06/25/20 

., 

-



VALIDATION FINDINGS WORKSHEET 

METHOD: HRGC/HRMS Dioxins/Dibenzofurans (EPA Method 16138) 

A. 2,3,7,8-TCDD F. 1,2,3,4,6,7,8-HpCDD K. 1,2,3,4,7,8-HxCDF P. 1,2,3,4,7,8,9-HpCDF U. Total HpCDD 

B. 1,2,3,7,8-PeCDD G. OCDD L. 1,2,3,6,7,8-HxCDF Q.OCDF V. Total TCDF 

C. 1,2,3,4,7,8-HxCDD H. 2,3,7,8-TCDF M. 2,3,4,6,7,8-HxCDF R. Total TCDD W. Total PeCDF 

D. 1,2,3,6,7,8-HxCDD I. 1,2,3,7,8-PeCDF N. 1,2,3,7,8,9-HxCDF S. Total PeCDD X. Total HxCDF 

E. 1,2,3,7,8,9-HxCDD J. 2,3,4,7,8-PeCDF 0. 1 2,3,4,6 7 8-HoCDF T. Total HxCDD Y. Total HoCDF 

Notes: _____________________________________________________ _ 

COMPNDList.wpd 



LDC#: VALIDATION FINDINGS WORKSHEET 
Blanks 

METHOD: HRGC/HRMS Dioxins/Dibenzofurans (EPA Method 1613B) 
ase see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 

Y N NIA Were all samples associated with a method blank? 
Y N NIA Was a method blank performed for each matrix and whenever a sample extraction was performed? 

Page:--lof_l_ 

Reviewer: JVG 
2nd Reviewer: '1_ 

VJ N N/A Was the method blank contaminated? r:_ 
nk extraction date: 07 /~ ho Blank analysis date: 07 /2~ /?o Associated samples: .A.I.). V.7 sx_)_ 

VI~ lh I 

Cone. units: llllliiiliillli BlanklD Sam pie Identification 

1'I<roo~~- I..,, __ (s,.7 
b o. o<,4<: ~ o.~tU--

F o. ~J'1 ¥- /. !;,~ 
0.. tJ. 11..7 ~ ,.~~$" 
~ 2,GX ,~ . .+ 

JC.F-MPr~ 

Blank extraction date: ___ Blank analysis date: __ _ 
Cone. units: A . t d S ssoc1a e ampIes: 

~ Blank ID I Sample Identification 

CIRCLED RESULTS WERE NOT QUALIFIED. ALL RESULTS NOT CIRCLED WERE QUALIFIED BY THE FOLLOWING STATEMENT: 
All contaminants within five times the method blank concentration were qualified as not detected, "U". 

BLANKS16_2.wpd 



VALIDATION FINDINGS WORKSHEET 
Compound Quantitation and Reported Rls 

METHOD: HRGC/HRMS Dioxins/Dibenzofurans (EPA Method 16138) 
P. ease see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 

Page: _1_of_1 _ 
Reviewer: JVG 

2nd Reviewer: 4 

Y N N/A Were the correct labeled compound, quantitation ions and relative response factors (RRF) used to quantitate the compound? 
..J!.-....,_--'-'NO!.':/A_._ Compound quantitation and RLs were adjusted to reflect all sample dilutions and dry weight factors (if necessary). 

# Date SamDlelD Compound Findina Qualifications 

All All results flagged as EMPC > f<..L.. Jdets/A 

J ..£. 12..J ... t..{ /J 

'Z- - '? All results flaaaed "X" bv the lab due to chlorinated Jdets/A , 
diphenyl ether (COPE) interference 

z. Cr .,. ~r rt.l("'-W J Jef>/? 
I 

Comments:--------------------------------------------------
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LDC Report# 4882282a 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 24, 2020 

Semivolatiles 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0471 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS424 20F0471-01 Sediment 
LDW20-SS268 20F0471-02 Sediment 
LDW20-SS266 20F0471-03 Sediment 
LDW20-SS258 20F0471-04 Sediment 
LDW20-SS257 20F0471-05 Sediment 
LDW20-SS228 20F0471-06 Sediment 
LDW20-SS236 20F0471-07 Sediment 
LDW20-SS24 7 20F0471-08 Sediment 
LDW20-SS424MS 20F0471-01 MS Sediment 
LDW20-SS424MSD 20F0471-01 MSD Sediment 
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Date 

06/26/20 
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06/26/20 
06/26/20 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Semivolatile Organic Compounds (SVOCs) by Environmental Protection Agency (EPA) 
SW 846 Method 8270E 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SOG were reported between 12.3°C and 14.4°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. GC/MS Instrument Performance Check 

A decafluorotriphenylphosphine (OFTPP) tune was performed at 12 hour intervals. 

All ion abundance requirements were met. 

Ill. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSO) were less than or equal to 20.0% for 
all compounds. 

Average relative response factors (RRF) for all compounds were within validation 
criteria. 

The percent differences (%0) of the initial calibration verification (ICV) standard were 
less than or equal to 30.0% for all compounds. 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

The percent differences (%0) were less than or equal to 20.0% for all compounds. 

All of the continuing calibration relative response factors (RRF) were within validation 
criteria. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SOG. 

3 
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VII. Surrogates 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (o/oR) were within QC limits. 

VIII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (o/oR) were within QC limits with the 
following exceptions: 

Spike ID MS (%R) MSD(%R) 
,a ciated Samoles) Comoound {Limits) {Limits> Flaa AorP 

LDW20-SS424MS/MSD Naphthalene 36.6 (43-120) 40.9 (43-120) J ( all detects) A 
(LDW20-SS424) Acenaphthene 27.7 (45-120) 32.5 (45-120) J (all detects) 

Fluorene 26.4 (45-120) 20.9 (45-120) J (all detects) 
Anthracene 4.87 (45-120) 10.9 (45-120) J (all detects) 
Benzofluoranthenes, total 14.7 (30-160) 17.3 (30-160) J (all detects) 
Benzo(a)pyrene 0.731 (42-120) 2.97 (42-120) J (all detects) 
lndeno(1,2,3-cd)pyrene 40.6 (42-123) 40.4 (42-123) J (all detects) 
Benzo(g, h,i)perylene 35.8 (38-126) 35.7 (38-126) J (all detects) 

LDW20-SS424MS/MSD Phenanthrene -227 (49-120) -216 (49-120) J ( all detects) A 
(LDW20-SS424) Fluoranthene -177 (53-120) -173 (53-120) J ( all detects) 

Pyrene -179 (48-121) -177 (48-121) J ( all detects) 
Benzo(a)anthracene -21.4 (49-120) -17.8 (49-120) J (all detects) 
Chrysene -33.6 (47-120) -32.9 (47-120) J (all detects) 

Relative percent differences (RPO) were within QC limits. 

IX. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (o/oR) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The 
results were within QC limits with the following exceptions: 

Associated 
SRMID Comoound %R(Limitsl Samoles Flaa AorP 

BIG0254-SRM1 Naphthalene 18.2 (41-159) All samples in SDG J (all detects) p 
2-Methylnaphthalene 32.5 (51-149) 20F0471 UJ (all non-detects) 
Acenaphthene 58.4 (59-141) 

X. Field Duplicates 

No field duplicates were identified in this SDG. 
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XI. Internal Standards 

All internal standard areas and retention times were within QC limits. 

XII. Compound Quantitation 

Raw data were not reviewed for Stage 28 validation. 

XIII. Target Compound Identifications 

Raw data were not reviewed for Stage 28 validation. 

XIV. System Performance 

Raw data were not reviewed for Stage 28 validation. 

XV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

Due to MS/MSD %R and SRM %R, data were qualified as estimated in eight samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 

5 
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Duwamish AOC4 
Semivolatiles - Data Qualification Summary - SDG 20F0471 

Sample Compound Flag AorP Reason 

LDW20-SS424 Naphthalene J (all detects) A Matrix spike/Matrix spike 
Acenaphthene J (all detects) duplicate (%R) 
Fluorene J (all detects) 
Anthracene J (all detects) 
Benzofluoranthenes, total J (all detects) 
Benzo(a)pyrene J ( all detects) 
lndeno(1,2,3-cd)pyrene J (all detects) 
Benzo(g,h,i)perylene J (all detects) 
Phenanthrene J ( all detects) 
Fluoranthene J (all detects) 
Pyrene J (all detects) 
Benzo(a)anthracene J ( all detects) 
Chrysene J (all detects) 

LDW20-SS424 Naphthalene J (all detects) p Standard reference materials 
LDW20-SS268 2-Methylnaphthalene UJ (all non-detects) (%R) 
LDW20-SS266 Acenaphthene 
LDW20-SS258 
LDW20-SS257 
LDW20-SS228 
LDW20-SS236 
LDW20-SS247 

Duwamish AOC4 
Semivolatiles - Laboratory Blank Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Semivolatiles - Field Blank Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 
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LDC #: 4882282a 

SDG #: 20F0471 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: GC/MS Semivolatiles (EPA SW 846 Method 8270E) 

Date: og ~ /4 
Page:_\ of_( 

Reviewer: <S'\A, 
2nd Reviewer: rl-

'-

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I. 

II. 

Ill. 

IV. 

V. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

XIV. 

xv. 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

•A 

\/_,._,_.,, __ A .. .,.,. 

Sample receipt/Technical holdina times 

GC/MS Instrument performance check 

Initial calibration/lCV 

Continuing calibration 

Laboratory Blanks 

Field blanks 

Surroaate spikes 

Matrix spike/Matrix spike duplicates 

Laboratorv control samples 

Field duplicates 

Internal standards 

Compound auantitation RULOQ/LODs 

Target comoound identification 

System Performance 

Overall assessment of data 

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS424 

LDW20-SS268 

LDW20-SS266 

LDW20-SS258 

LDW20-SS257 

LDW20-SS228 

LDW20-SS236 

LDW20-SS247 

LDW20-SS424MS 

LDW20-SS424MSD 

~1~•~-~t.t<L 
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ND= No compounds detected 
R = Rlnsate 
FB = Field blank 

1 

le-At 

~ 

I I 

~ "Zr- z 
C. '2o 7_ -

1.,,(,5 ~~u 
I 

D = Duplicate 
TB= Trip blank 
EB = Equipment blank 

Lab ID 

20F0471-01 

20F0471-02 

20F0471-03 

20F0471-04 

20F0471-05 

20F0471-06 

20F0471-07 

20F0471-08 

20F0471-01MS 

20F0471-01MSD 

II" .,J_ f:: ~ ). 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 
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VALIDATION FINDINGS WORKSHEET 

METHOD: GC/MS SVOA 

A. Phenol AA. 2-Chloronaphthalene AAA. Butylbenzylphthalate AAAA. Dibenzothiophene A1. N-Nitrosodiethylamine 

B. Bis (2-chloroethyl) ether BB. 2-Nitroaniline BBB. 3,3'-Dichlorobenzidine BBBB. Benzo(a)fluoranthene B1. N-Nitrosodi-n-butylamine 

C. 2-Chlorophenol CC. Dimethylphthalate CCC. Benzo(a)anthracene CCCC. Benzo(b)fluorene C1. N-Nitrosomethylethylamine 

D. 1,3-Dichlorobenzene DD. Acenaphthylene ODD. Chrysene DDDD. cis/trans-Decalin 01. N-Nitrosomorpholine 

E. 1,4-Dichlorobenzene EE. 2,6-Dinitrotoluene EEE. Bis(2-ethylhexyl)phthalate EEEE. Biphenyl E1. N-Nitrosopyrrolidine 

F. 1,2-Dichlorobenzene FF. 3-Nitroaniline FFF. Di-n-octylphthalate FFFF. Retene F1. Phenacetin 

G. 2-Methylphenol GG. Acenaphthene GGG. Benzo(b)fluoranthene GGGG. C30-Hopane G1. 2-Acetylaminofluorene 

H. 2,2'-0xybis(1-chloropropane) HH. 2,4-Dinitrophenol HHH. Benzo(k)fluoranthene HHHH. 1-Methylphenanthrene H1. Pronamide 

I. 4•Methylphenol II. 4-Nitrophenol Ill. Benzo(a)pyrene 1111. 1,4-Dioxane 11. Methyl methanesulfonate 

J. N-Nitroso-di-n-propylamine JJ. Dibenzofuran JJJ. lndeno(1,2,3-cd)pyrene JJJJ. Acetophenone J1. Ethyl methanesulfonate 

K. Hexachloroethane KK. 2,4-Dinitrotoluene KKK. Dibenz(a,h)anthracene KKKK. Atrazine K1. o,o' ,o"-Triethylphosphorothioate 

L. Nitrobenzene LL. Diethylphthalate LLL. Benzo(g,h,i)perylene LLLL. Benzaldehyde L 1. n-Phenylene diamine 

M. lsophorone MM. 4-Chlorophenyl-phenyl ether MMM. Bis(2-Chloroisopropyl)ether MMMM. Caprolactam M1. 1,4-Naphthoquinone 

N. 2-Nitrophenol NN. Fluorene NNN.Aniline NNNN. 2,6-Dichlorophenol N1. N-Nitro-o-toluidine 

0. 2,4-Dimethylphenol 00. 4-Nitroaniline 000. N-Nitrosodimethylamine 0000, 1,2-Diphenylhydrazine 01. 1,3,5-Trinitrobenzene 

P. Bis(2-chloroethoxy)methane PP. 4,6-Dinitro-2-methytphenol PPP. Benzoic Acid PPPP. 3-Methylphenol P1. Pentachlorobenzene 

Q. 2,4-Dichlorophenol QQ. N-Nitrosodiphenylamine QQQ. Benzyl alcohol QQQQ. 3&4-Methylphenol Q1. 4-Aminobiphenyl 

R. 1,2,4-Trichlorobenzene RR. 4-Bromophenyl-phenylether RRR. Pyridine RRRR. 4-Dimethyldibenzothiophene (4MDT) R 1. 2-Naphthylamine 

S. Naph\halene SS. Hexachlorobenzene SSS. Benzidine SSSS. 2/3-Dimethyldibenzothiophene (4MDT) S1. Triphenylene 

T. 4-Chloroaniline TT. Pentachlorophenol TTT. 1-Methylnaphthalene TTTT. 1-Methyldibenzothiophene (1MDT) T1. Octachlorostyrene 

U. Hexachlorobutadiene UU. Phenanthrene UUU.Benzo(b)thiophene UUUU .. 2,3,4,6-Tetrachlorophenol U1. Famphur 

V. 4-Chloro-3-methytphenol W. Anthracene VVV.Benzonaphthothiophene WVV. 1,2,4,5-Tetrachlorobenzene V1. 1,4-phenylenediamine 

W. 2-Methylnaphthalene WW. Carbazole WWW.Benzo(e)pyrene WWWW .. 2-Picoline W1. Methapyrilene 

X. Hexachlorocyclopentadiene XX. Oi-n-butylphthalate XXX. 2,6-Dimethylnaphthalene XXXX. 3-Methylcholanthrene X1. Pentachloroethane 

Y. 2,4,6-Trichlorophenol YY. Fluoranthene YYY. 2,3,5-Trimethylnaphthalene YYYY. a,a-Dimethylphenethylamine Y1. 3,3'-Dimethylbenzidine 

Z. 2,4, 5-Trichlorophenol ZZ. Pyrene ZZZ. Perylene ZZZZ. Hexachloropropene 21. o-Toluidine 

COMPNDL_SVOA long 11s1.wpd 



LDC#: tf~zz. ~ 

METHOD: GC/MS BNA (EPA SW 846 Method 8270C) 

VALIDATION FINDINGS WORKSHEET 
Matrix Spike/Matrix Spike Duplicates 

P ase see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 

Page:__J_of+ 
Reviewer: JVG 

2nd Reviewer:, __ "'(-+--

Y N NIA Were a matrix spike (MS) and matrix spike duplicate (MSD) analyzed for each matrix in this SDG? If no, indicate which matrix does not have an 
associated MS/MSD Soil / Water 

9 N N/A Was a MS/MSD analyzed every 20 samples of each matrix? 
Y(N )N/A Were the MS/MSD percent recoveries (%R) and the relative oercent differences (RPD) within the QC limits? 

.. 
MS MSD 

# Date MS/MSDID Compound %R(Llmltsl - - (Limits) RPD (Limits) Associated Samples Qualifications 
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• 
Laboratory: 

Analytical Resources, Incorporated 
Analytical Chemists and Consultants 

MS I MS DUPLICATE RECOVERY 
EPA8270E 

Analvtical Resources, Inc. SDG: 

LDW20-SS424 

20F0471 

Client: Anchor OEA, LLC Project: Lower Duwamish AOC4 

Matrix: Solid Analyzed: 07/21/20 15:00 

Batch: BIG0254 Laboratory ID: BIG0254-MS1 

Preparation: EPA 3546 (Microwave} Sequence Name: Matrix Spike 

Initial/Final: 16.95 g/1 mL Source Sample: LDW20-SS424 

SPIKE SAMPLE MS MS QC 
ADDED CONCEN1RATION CONCEN1RATION % LIMITS 

COMPOUND (ug/kg dry) (ug/kg dry) Q {ug/kgdry) Q REC.# REC. 

Phenol 499 21.2 347 65.3 34-120 

4-Methylphenol 499 18.8 J 385 73.4 29-120 

Naphthalene s 499 152 335 * 36.6 * 43 - 120 

2-Methylnaphthalene 499 56.4 355 59.9 43 -120 

Acenaphthylene 499 34.5 380 69.2 42 -120 

Dimethylphthalate 499 ND u 420 84.2 43 -120 

Acenaphthene ~~ 499 208 347 * 27.7 * 45- 120 

Dibenzofuran 499 121 378 51.5 43- 120 

Fluorene /..JN 499 240 372 * 26.4 * 45 - 120 

Phenanthrene IA I,\ 499 1520 385 * -227 * 49- 120 

Anthracene vJ 499 334 359 * 4.87 * 45-120 

Fluoranthene 1i 499 1310 425 * -177 * 53 -120 

Pyrene 22. 499 1380 483 * -179 * 48- 121 

Butylbenzylphthalate 499 ND u 389 78.0 45-132 

Benzo(a)anthracene UC,,, 499 468 362 * -21.4 * 49-120 

Chrysene Voo 499 576 409 * -33.6 * 47 -120 

bis(2-Ethylhexyl)phthalate 499 92.8 576 96.8 34-130 

Benzofluoranthenes,Total Ai, 997 707 854 * 14.7 * 30-160 

Benzo( a)pyrene :t.Il 499 376 379 * 0.731 * 42-120 

Indeno(l,2,3-cd)pyrene :rss 499 216 418 * 40.6 * 42-123 

Dibenzo( a,h)anthracene 499 95.3 393 59.8 30-133 

Benzo(g,h,i)perylene )..1,\. ... 499 229 407 * 35.8 * 38-126 

* Values outside of QC limits 
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• 
Analytlcal Resources, Incorporated 
Analytical Chemists and Consultants 

MS I MS DUPLICATE RECOVERY 
EPA8270E 

Laboratory: Analvtical Resources, Inc. SDG: 

Client: Anchor OEA, LLC Project: 

Matrix: Solid Analyzed: 

Batch: BIG0254 Laboratory ID: 

Preparation: EPA 3546 (Microwave) Sequence Name: 

Initial/Final: 17.12 g/1 mL Source Sample: 

SPIKE MSD MSD 
ADDED CONCEN1RATION % 

COMPOUND (ug/kg dry) (ug/kgdry) Q REC.# 

Phenol 494 352 67.0 

4-Methylphenol 494 388 74.7 

Naphthalene s 494 354 * 40.9 

2-Methylnaphthalene 494 376 64.7 

Acenaphthylene 494 406 75.2 

Dimethylphthalate 494 442 89.5 

Acenaphthene G~ 494 369 * 32.5 

Dibenzofuran 494 395 55.4 

Fluorene Nt! 494 344 * 20.9 

Phenanthrene Uvl 494 451 * -216 

Anthracene vv 494 388 * 10.9 

Fluoranthene Y1 494 456 * -173 

Pyrene 21- 494 503 * -177 

Butylbenzylphthalate 494 404 81.9 

Benzo( a)anthracene UC/ 494 380 * -17.8 

Chrysene Dt>b 494 414 * -32.9 

bis(2-Ethylhexyl)phthalate 494 546 91.8 

Benzofluoranthenes, Total f>r-Z. 987 878 * 17.3 

Benzo(a)pyrene 1:t'f 494 390 * 2.97 

Indeno(l ,2,3-cd)pyrene JJ:f 494 416 * 40.4 

Dibenzo( a,h)anthracene 494 395 60.7 

Benzo(g,h,i)perylene L,I,\.,. 494 405 * 35.7 

* Values outside of QC limits 

LDW20-SS424 

20F0471 

Lower Duwamish AOC4 

07/21/20 15:38 

BIG0254-MSD1 

Matrix S11ike DYi! 

LDW20-SS424 

QC LIMITS 
% 

RPD# RPD REC. 

1.48 30 34-120 

0.809 30 29- 120 

* 5.59 30 43-120 :r.,( ~A 
5.64 30 43 - 120 

6.68 30 42-120 

5.17 30 43 -120 

* 6.14 30 45-120 SIA r/. 
4.30 30 43 - 120 

* 7.98 30 45-120 :r/4 ~ 
* 15.7 30 49-120 S/J ./4. 
* 7.94 30 45 -120 J"/4 :s 
* 7.00 30 53 -120 ,I"/ ½ 
* 3.95 30 48 -121 

3.90 30 45 -132 

* 5.08 30 49- 120 

* 1.23 30 47- 120 • 
5.28 30 34-130 

* 2.75 30 30- 160 .rJ IA 
* 2.87 30 42-120 

* 0.679 30 42-123 

0.414 30 30-133 

* 0.544 30 38 -126 , . 

p .. 
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VALIDATION FINDINGS WORKSHEET 
Laboratory Control Samples (LCS) (SR /Y) 

Page: _l,ot_\ 
Reviewer: JVG 

2nd Reviewer: -'f--
METHOD: GCIMS BNA (EPA SW 846 Method 82708-

e ase see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 
Y N NIA Was a LCS required? 

N NIA Were the LCSILCSD percent recoveries (o/oR} and the relative percent differences (RPD} within the QC limits? 

LCS LCSD 
# LCS/LCSDID Comnnund %RfLlmltsl %RfLimitsl RPO (Limits) Associated Samnles Qualifications 
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LDC Report# 4882282b 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August24,2020 

Semivolatiles 

Stage 2B 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0471 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS424 20F0471-01 Sediment 
LDW20-SS268 20F0471-02 Sediment 
LDW20-SS266 20F0471-03 Sediment 
LDW20-SS258 20F0471-04 Sediment 
LDW20-SS257 20F0471-05 Sediment 
LDW20-SS228 20F0471-06 Sediment 
LDW20-SS236 20F0471-07 Sediment 
LDW20-SS24 7 20F0471-08 Sediment 
LDW20-SS424MS 20F0471-01MS Sediment 
LDW20-SS424MSD 20F0471-01 MSD Sediment 

1 
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Collection 
Date 

06/26/20 
06/26/20 
06/26/20 
06/26/20 
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06/26/20 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Semivolatile Organic Compounds (SVOCs) by Environmental Protection Agency (EPA) 
SW 846 Method 8270E in Selected Ion Monitoring (SIM) mode 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported between 12.3°C and 14.4°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. GC/MS Instrument Performance Check 

A decafluorotriphenylphosphine (DFTPP) tune was performed at 12 hour intervals. 

All ion abundance requirements were met. 

Ill. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

For compounds where average relative response factors (RRFs) were utilized, percent 
relative standard deviations (%RSD) were less than or equal to 20.0%. 

In the case where the laboratory used a calibration curve to evaluate the compounds, all 
coefficients of determination (r2) were greater than or equal to 0.990. 

Average relative response factors (RRF) for all compounds were within validation 
criteria. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 30.0% for all compounds with the following exceptions: 

II Daw 
Associated 

Comoound %D Samoles Flaa AorP 

06/26/20 N-Nitrosodiphenylamine 41.9 All samples in SDG J (all detects) A 
20F0471 UJ (all non-detects) 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

The percent differences (%D) were less than or equal to 20.0% for all compounds with 
the following exceptions: 
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V:\LOGIN\WINDWARD\DUWAMISH\48822B2B_ Wl3. DOC 



Associated 
Date Compound %D Samples Flaa AorP 

07/21/20 Pentachlorophenol 41.4 All samples in SDG J (all detects) A 
20F0471 UJ (all non-detects) 

All of the continuing calibration relative response factors (RRF) were within validation 
criteria. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Surrogates 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (%R) were within QC limits. 

VIII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits. Relative 
percent differences (RPO) were within QC limits. 

IX. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The 
results were within QC limits with the following exceptions: 

Associated 
SRMID Compound %R{Limltsl Samples Flag AorP 

BIG0254-SRM2 1,2-Dichlorobenzene 11.7 (17-184) All samples in SDG J (all detects) p 
20F0471 UJ (all non-detects) 

X. Field Duplicates 

No field duplicates were identified in this SDG. 
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XI. Internal Standards 

All internal standard areas and retention times were within QC limits. 

XII. Compound Quantitation 

Raw data were not reviewed for Stage 2B validation. 

XIII. Target Compound Identifications 

Raw data were not reviewed for Stage 2B validation. 

XIV. System Performance 

Raw data were not reviewed for Stage 2B validation. 

XV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

Due to ICV %0, continuing calibration %0, and SRM %R, data were qualified as 
estimated in eight samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Semivolatiles - Data Qualification Summary - SDG 20F0471 

Sample Compound Flag AorP Reason 

LDW20-SS424 N-Nitrosodiphenylamine J (all detects) A Initial calibration verification 
LDW20-SS268 UJ (all non-detects) (%D) 
LDW20-SS266 
LDW20-SS258 
LDW20-SS257 
LDW20-SS228 
LDW20-SS236 
LDW20-SS247 

LDW20-SS424 Pentachlorophenol J ( all detects) A Continuing calibration (%D) 
LDW20-SS268 UJ (all non-detects) 
LDW20-SS266 
LDW20-SS258 
LDW20-SS257 
LDW20-SS228 
LDW20-SS236 
LDW20-SS247 

LDW20-SS424 1,2-Dichlorobenzene J ( all detects) p Standard reference materials 
LDW20-SS268 UJ (all non-detects) (%R) 
LDW20-SS266 
LDW20-SS258 
LDW20-SS257 
LDW20-SS228 
LDW20-SS236 
LDW20-SS247 

Duwamish AOC4 
Semivolatiles - Laboratory Blank Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Semivolatiles - Field Blank Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 
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LDC #: 48822B2b 
SDG #: 20F0471 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 
S\J61\ 

METHOD: GC/MS eoIyn~elea1 A, amatic t=lydraca1 borl::; (EPA SW 846 Method 8270E-SIM) 

Date: ornlfho 
Page:_of_j 

Reviewer: ,JVG 
2nd Reviewer: tl_ 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

V:al" • •. A•--

I. Sample receipt/Technical holdina times 

II. GC/MS Instrument performance check 

Ill. Initial calibration/lCV 

IV. Continuing calibration 

V. Laboratory Blanks 

VI. Field blanks 

VII. Surroaate spikes 

VIII. Matrix spike/Matrix spike duplicates 

IX. Laboratorv control samples 

X. Field duplicates 

XI. Internal standards 

XII. Compound auantitation RL/LOQ/LODs 

XIII. Target compound identification 

XIV. System oerformance 

xv. Overall assessment of data 

Note: A = Acceptable 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

.,. 

N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS424 

LDW20-SS268 

LDW20-SS266 

LDW20-SS258 

LDW20-SS257 

LDW20-SS228 

LDW20-SS236 

LDW20-SS247 

LDW20-SS424MS 

LDW20-SS424MSD 

gr~ f>~~ ... PJl..ky 

L:\Windward\Duwamlsh\48822B2bW. wpd 

r,.m ___ ,._ -
SNtll CoJ Joel -K"-'l.1 .= 14.1-·c 12 i•e, 

{.:.~--~-i c,Je,,,\t' , 
-t,~ -fD coo 

A 
A,~\ 

c;,,\ 
A 
ii 
A 
A 

Sk\ 
IJ 
A 
N 

N 

N 

A 
ND = No compounds detected 
R = Rinsate 
FB = Field blank 

1 

, 

l&t\L ~'Z<>l 
C,,{711 ~ 7-t:) l. 

\.CS . SR. K 

D = Duplicate 
TB = Trip blank 

----, 

r>" 

EB = Equipment blank 

Lab ID 

20F0471-01 

20F0471-02 

20F0471-03 

20F0471-04 

20F0471-05 

20F0471-06 

20F0471-07 

20F0471-08 

20F0471-01MS 

20F0471-01 MSD 

'-

\P'J ~ '!,o 7. 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

/ 



VALIDATION FINDINGS WORKSHEET 

METHOD: GC/MS SVOA 

A Phenol AA. 2-Chloronaphthalene AAA Butylbenzylphthalate AAAA. Dibenzothiophene A1. N-Nitrosodiethylamine 

B. Bis (2-chloroethyl) ether BB. 2-Nitroaniline BBB. 3,3'-Dichlorobenzidine BBBB. Benzo(a)fluoranthene B1. N-Nitrosodi-n-butylamine 

C. 2-Chlorophenol CC. Dimethylphthalate CCC. Benzo(a)anthracene CCCC. Benzo(b)fluorene C1. N-Nitrosomethylethylamine 

D. 1,3-Dichlorobenzene DD. Acenaphthylene DOD. Chrysene DODD. cis/trans-Decalin D1. N-Nitrosomorpholine 

E. 1,4-Dichlorobenzene EE. 2,6-Dinitrotoluene EEE. Bis(2-ethylhexyl)phthalate EEEE. Biphenyl E1. N-Nitrosopyrrolidine 

F. 1,2-Dichlorobenzene FF. 3-Nltroanillne FFF. Di-n-octylphthalate FFFF. Retene F1. Phenacetin 

G. 2-Methylphenol GG. Acenaphthene GGG. Benzo(b)fluoranthene GGGG. C30-Hopane G1. 2-Acetylaminofluorene 

H. 2,2'-0xybis(1-chloropropane) HH. 2,4-Dinitrophenol HHH. Benzo(k)fluoranthene HHHH. 1-Methylphenanthrene H1. Pronamide 

I. 4•Methylphenol II. 4-Nitrophenol Ill. Benzo(a)pyrene 1111. 1,4-Dioxane 11. Methyl methanesulfonate 

J. N-Nitroso-di-n-propylamine JJ. Dibenzofuran JJJ. lndeno(1,2,3-cd)pyrene JJJJ. Acetophenone J1. Ethyl methanesulfonate 

·• 
K Hexachloroethane KK. 2,4-Dinitrotoluene KKK Dibenz(a,h)anthracene KKKK. Atrazine K1. o,o' ,o"-Triethylphosphorothioate 

L. Nitrobenzene LL. Diethylphthalate LLL. Benzo(g,h,i)perylene LLLL. Benzaldehyde L 1. n-Phenylene diamine 

M. lsophorone MM. 4-Chlorophenyl-phenyt ether MMM. Bis(2-Chloroisopropyl)ether MMMM. Caprolactam M1. 1,4-Naphthoquinone 

N. 2-Nitrophenol NN. Fluorene NNN.Aniline NNNN. 2,6-Dichlorophenol N1. N-Nitro-o-toluidine 

O. 2,4-Dimethylphenol 00. 4-Nitroaniline 000. N-Nitrosodimethylamine 0000. 1,2-Diphenylhydrazine 01. 1,3,5-Trinitrobenzene 

P. Bis(2-chloroethoxy)methane PP. 4,6-Dinitro-2-methylphanol f'PP. BenzoicAcid PPPP. 3-Methylphenol P1. Pentachlorobenzene 

Q. 2,4-Dichiorophenol QQ. N-Nitrosodiphenylamine QQQ. Benzyl alcohol QQQQ. 3&4-Methylphenol 01. 4-Aminobiphenyl 

R. 1,2,4-Trichlorobenzene RR. 4-Bromophenyl-phenylether RRR. Pyridine RRRR. 4-Dimethyldibenzothiophene (4MDT) R1. 2-Naphthylamine 

S. Naphthalene SS. Hexachlorobenzene SSS. Benzidine SSSS. 2/3-Dimethyldibenzothiophene (4MDT) S1. Triphenylene 

T. 4-Chloroanlllne TT. Pentachlorophenol TTT. 1-Methylnaphthalene TTTT. 1-Methyldibenzothiophene (1MDT) T1. Octachlorostyrene 

U. Hexachlorobutadiene UU. Phenanthrene UUU.Benzo(b)thiophene UUUU .. 2,3,4,6-Tetrachlorophenol U1. Famphur 

V. 4-Chloro-3-methylphenol W. Anthracene VW.Benzonaphthothiophene VVW. 1,2,4,5-Tetrachlorobenzene V1. 1,4-phenylenediamine 

W. 2-Methylnaphthalene WW. Carbazole WWW.Benzo(e)pyrene WWWW .. 2-Picoline W1. Methapyrilene 

X. Hexachlorocyclopentadiene XX. Di-n-butylphthalate XXX. 2,6-Dimethylnaphthalane XXXX. 3-Methylchoianthrene X1. Pentachloroethane 

Y. 2,4,6-Trichlorophenol YY. Fluoranthene YYY. 2,3,5-Trimethylnaphthalene YYYY. a,a-Dimethylphenethylamine Y1. 3,3'-Dimethylbenzidine 

Z. 2,4,5-Trichlorophenol ZZ. Pyrene ZZZ. Perylene ZZZZ. Hexachloropropene 21. o-Toluidine 

COMPNDL_SVOA long list.wpd 



VALIDATION FINDINGS WORKSHEET 
Initial Calibration Verification 

METHOD: GC/MS SVOA (EPA SW 846 Method 827011;-s (M / 
~se see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 

N/A Was an initial calibration verification standard analyzed after each ICAL for each instrument? 
YrN N/A Were all %0 within the validation criteria of s:~30% %0 ? 
-
# Date Standard ID Comoound 

Fin~~ 
(limit: < . o/30'¾ Associated Samoles 

I ~G (7I, /2() S:t F0~4'~- scva_ /;)I) 41-tl A.fl (~h + JJ--cl-1 
I ' ,,. 

ICVsvoa.wpd 

Page:__lot_J_ 
Reviewer: JVG 

2nd Reviewer: 1:: 

Qualifications 
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VALIDATION FINDINGS WORKSHEET 
Continuing Calibration 

METHOD: GC/MS BNA (EPA SW 846 Method 8270 ~.${~ 
~se see qualifications below for all questions answered" '. Not applicable questions are identified as "N/A". 

N N/A Was a continuing calibration standard analyzed at least once every 12 hours of sample analysis for each instrument? 
(:;if N N/A Were percent differences (%D) and relative response factors {RRF) within method criteria for all CCC's and SPCC's ? 

YfN NIA Were all %D and RRFs within the validation criteria of <20 %D and ~0.05 RRF? 
,,; 

Finding%D Finding RRF 
# Date Standard ID ComDound (limit: <20.0%) (Limit: >0.05) Associated SamDles 

C>-r/41~ tJT IO 2a'.>72-I C>~c; TT ~1.4- All \ ~ 'r IJ--,t-,. I , 
/ 

CONCAL.wpd 

Page:--l-.of_j_ 
Reviewer: JVG 

2nd Reviewer: 1.__ 

Qualifications 
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LDC#: VALIDATION FINDINGS WORKSHEET 
Laboratory Control Samples (LCS) (<:.f<J'YI 

METHOD: GC/MS BNA (EPA SW 846 Method 8270 ~-~,,,,} 

Please see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 
Y N N/A Was a LCS required? 

N NIA Were the LCS/LCSD percent recoveries (o/oR) and the relative percent differences (RPO) within the QC limits? 

LCS LCSD 
I Ill LCS/LCSDID ComDOund %R(Limlts) %R(Limitsl RPO (Limits) Associated Samoles 

t,r_ Go,z,g./. _ , tl1 ~2. 'F 11.7 <\7-!Jt4) ( ) ( ) t\ll (Np ~Pt:l--) 
" / 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( \ 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( \ ( l ( \ 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ' ) ' 
) 

LCSLCSD.wpd 
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Reviewer: JVG 
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LDC Report# 4882283a 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 24, 2020 

Hexachlorobenzene 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0471 

Laboratory Sample 
Sample Identification Identification 

LDW20-SS424 20F0471-01 
LDW20-SS268 20F0471-02 
LDW20-SS266 20F0471-03 
LDW20-SS258 20F0471-04 
LDW20-SS257 20F0471-05 
LDW20-SS228 20F0471-06 
LDW20-SS236 20F0471-07 
LDW20-SS24 7 20F0471-08 
LDW20-SS424MS 20F0471-01MS 
LDW20-SS424MSD 20F0471-01MSD 
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Collection 
Matrix Date 

Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 



Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Hexachlorobenzene by Environmental Protection Agency (EPA) SW 846 Method 8081 B 

All sample results were subjected to Stage 2B data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported between 12.3°C and 14.4°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. GC Instrument Performance Check 

Instrument performance was checked at 12 hour intervals. 

The individual 4,4'-DDT and Endrin breakdowns (%8D) were less than or equal to 
15.0%. 

Ill. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0%. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 20.0%. 

IV. Continuing Calibration 

Continuing calibration was performed at required frequencies. 

The percent differences (%D) were less than or equal to 20.0%. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Surrogates/Internal Standards 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (%R) were within QC limits. 

All internal standard areas and retention times were within QC limits. 
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VIII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits. Relative 
percent differences (RPO) were within QC limits. 

IX. Laboratory Control Samples 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

X. Field Duplicates 

No field duplicates were identified in this SDG. 

XI. Compound Quantitation 

Raw data were not reviewed for Stage 28 validation. 

XII. Target Compound Identification 

Raw data were not reviewed for Stage 28 validation. 

XIII. System Performance 

Raw data were not reviewed for Stage 28 validation. 

XIV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

The quality control criteria reviewed were met and are considered acceptable. 
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Duwamish AOC4 
Hexachlorobenzene - Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Hexachlorobenzene - Laboratory Blank Data Qualification Summary - SDG 
20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Hexachlorobenzene - Field Blank Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 
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LDC #: 48822B3a 
SDG #: 20F0471 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: GC Hexachlorobenzene (EPA SW846 Method 8081 B) 

Date: ol',A',; 6o 
Page:_J_of_L_ 

Reviewer: Jl,(, 
2nd Reviewer: )'\:'._ 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I. 

II. 

Ill. 

IV. 

V. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

VI\/ 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

Notes· 

,. •• ■ ~•-- A•a~ 

Samele receiot/Technical holdino times 

GC Instrument Performance Check 

Initial calibration/lCV 

Continuina calibration 

Laboratorv Blanks 

Field blanks 

Surrogate spikes /(s 
Matrix spike/Matrix spike duplicates 

Laboratory control samples 

Field duplicates 

Compound auantitation/RULOQ/LODs 

Target compound identification 

Svstem Performance 

n,---" nl ..J-•-

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS424 

LDW20-SS268 

LDW20-SS266 

LDW20-SS258 

LDW20-SS257 

LDW20-SS228 

LDW20-SS236 

LDW20-SS247 

LDW20-SS424MS 

LDW20-SS424MSD 

~Z: Cr 02,~ - ~ Lk .f 

L:\Windward\Duwamish\48822B3aW. wpd 
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N 

ND = No compounds detected 
R = Rinsate 

Cfi,,,,f ~ 

us 

'to 7~ 

D = Duplicate 
TB = Trip blank 

, ........ 
,2 ,,.v , 

( I"1S1Aff".c/...._t: """' 
~,•wir 111> ell> I ) 

-

'°" s '2e 2 

SB=Source blank 
OTHER: 

-

FB = Field blank EB = Equipment blank 

Lab ID Matrix Date 

20F0471-01 Sediment 06/26/20 

20F0471-02 Sediment 06/26/20 

20F0471-03 Sediment 06/26/20 

20F0471-04 Sediment 06/26/20 

20F0471-05 Sediment 06/26/20 

20F0471-06 Sediment 06/26/20 

20F0471-07 Sediment 06/26/20 

20F0471-08 Sediment 06/26/20 

20F0471-01MS Sediment 06/26/20 

20F0471-01 MSD Sediment 06/26/20 



LDC Report# 4882283b 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 24, 2020 

Polychlorinated Biphenyls 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0471 

Laboratory Sample 
Sample Identification Identification 

LDW20-SS424 20F0471-01 
LDW20-SS268 20F0471-02 
LDW20-SS266 20F0471-03 
LDW20-SS258 20F0471-04 
LDW20-SS257 20F0471-05 
LDW20-SS228 20F0471-06 
LDW20-SS236 20F0471-07 
LDW20-SS24 7 20F0471-08 
LDW20-SS268MS 20F0471-02MS 
LDW20-SS268MSD 20F0471-02MSD 
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Collection 
Matrix Date 

Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 
Sediment 06/26/20 



Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Polychlorinated Biphenyls (PCBs) by Environmental Protection Agency (EPA) SW 846 
Method 8082A 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported between 12.3°C and 14.4°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0% for 
all compounds. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 20.0% for all compounds with the following exceptions: 

Associated 
Date Standard Column Compound %D Samples Flag 

07/17/20 SIG0253-SCV1 2C Aroclor-1260 27.9 All samples in SDG J (all detects) 
20F0471 

Ill. Continuing Calibration 

Continuing calibration was performed at required frequencies. 

The percent differences (%D) were less than or equal to 20.0% for all compounds. 

IV. Laboratory Blanks 

AorP 

A 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

V. Field Blanks 

No field blanks were identified in this SDG. 

VI. Surrogates/Internal Standards 

Surrogates were added to all samples as required by the method. Surrogate recoveries 
(%R) were not within QC limits for sample LDW20-SS257. No data were qualified for 
samples analyzed at greater than or equal to 5X dilution. 

All internal standard areas and retention times were within QC limits. 
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VII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits. Relative 
percent differences (RPO) were within QC limits. 

VIII. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The 
results were within QC limits. 

IX. Field Duplicates 

No field duplicates were identified in this SDG. 

X. Compound Quantitation 

The sample results for detected compounds from the two columns were within 40% 
relative percent difference (RPO) with the following exceptions: 

I Samele I Comeound I RPD 

LDW20-SS247 Aroclor-1248 73.3 

Raw data were not reviewed for Stage 2B validation. 

XI. Target Compound Identification 

Raw data were not reviewed for Stage 2B validation. 

XII. Overall Assessment of Data 

I Flag I AorP I 
J (all detects) A 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

Due to ICV %D and RPO between two columns, data were qualified as estimated in 
eight samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Polychlorinated Biphenyls - Data Qualification Summary - SDG 20F0471 

Sample Comoound Flaa AorP Reason 

LDW20-SS424 Aroclor-1260 J (all detects) A Initial calibration verification 
LDW20-SS268 (%D) 
LDW20-SS266 
LDW20-SS258 
LDW20-SS257 
LDW20-SS228 
LDW20-SS236 
LDW20-SS247 

LDW20-SS247 Aroclor-1248 J (all detects) A Compound quantitation 
(RPD between two 
columns) 

Duwamish AOC4 
Polychlorinated Biphenyls - Laboratory Blank Data Qualification Summary - SDG 
20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Polychlorinated Biphenyls - Field Blank Data Qualification Summary - SDG 
20F0471 

No Sample Data Qualified in this SDG 
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LDC #: 4882283b 
SDG #: 20F0471 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: GC Polychlorinated Biphenyls (EPA SW846 Method 8082A) 

Date: Gk~/4 
Page:_l_of_J_ 

Reviewer: ~ 
2nd Reviewer: & 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

V=ilirl..,.•inn Ar,.,. 

I. Samole receioVTechnical holding times 

II. Initial calibration/lCV 

Ill. Continuina calibration 

IV. Laboratorv Blanks 

V. Field blanks 

VI. Surroaate soikes /,5 
VII. Matrix soike/Matrix soike duolicates 

VIII. Laboratory control samoles 

IX. Field duplicates 

X. Compound auantitation/RULOQ/LODs 

XI. Target compound identification 

VII n,----" nf -'-•-

Note: A = Acceptable 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

1? 

Notes· 

N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS424 

LDW20-SS268 

LDW20-SS266 

LDW20-SS258 

LDW20-SS257 

LDW20-SS228 

LDW20-SS236 

LDW20-SS247 

LDW20-SS268MS 

LDW20-SS268MSD 

F.,t G,c,2.91,,.. &tJ'(. i 

L:\Windward\Duwamish\48822B3bW .wpd 

. -

SW, A cvr~r ft"'IJS :: 14 ~·c • 
A ,iLtl 

. 
le-A.\. =-~l .. 

A CC,A/(,,_ -z.ol 
A 
~ 

b'l)f/ ~ ~~ ( NO. -J,'l 1 
A. ' ,, 

A u.s 
I SfZM 

LI 
S\N 

N 

A 

ND = No compounds detected 
R = Rinsate 

D = Duplicate 
TB = Trip blank 

. 

FB = Field blank EB = Equipment blank 

Lab ID 

20F0471-01 

20F0471-02 

20F0471-03 

20F0471-04 

20F0471-05 

20F0471-06 

20F0471-07 

20F0471-08 

20F0471-02MS 

20F04 71-02MSD 

11 'J•o ( ~~~-tt' 1:r ) 
' 

t C'J ~ "20 1~ 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 



VALIDATION FINDINGS WORKSHEET 

METHOD: Pesticide/PCBs (EPASW 846 Method 8081/8082) 

A. alpha-BHC K. Endrin U. Toxaphene EE. 2,4'-DDT 00. trans--Heptachlor epoxide 

B. beta-BHC L. Endosulfan II V. Aroclor-1016 FF. Hexachlorobenzene PP. Mirex 

C. delta-BHC M. 4,4'-DDD W. Aroclor-1221 GG. Chlordane QQ <;is-Chlordane 

D. gamma-BHC N. Endosulfan sulfate X. Aroclor-1232 HH. Chlordane (Technical) RR. trans-Chlordane 

E. Heptachlor 0. 4,4'-DDT Y. Aroclor-1242 II. Aroclor 1262 ss. 

F. Aldrin P. Methoxychlor Z. Aroclor-1248 JJ. Aroclor 1268 TT. 

G. Heptachlor epoxide Q. Endrin ketone AA. Aroclor-1254 KK. Oxychlordane uu. 

H. Endosulfan I R. Endrin aldehyde BB. Aroclor-1260 LL. trans-Nonachlor w 

I. Dieldrin S. alpha-Chlordane CC. 2,4'-DDD MM. cis-Nonachlor WW. 

J. 4,4'-DDE T. aamma-Chlordane DD. 2,4'-DDE NN. cis--Heptachlor epoxide xx. 

Notes:. ______________________________________________________ _ 
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LDC#: VALIDATION FINDINGS WORKSHEET 
Initial Calibration Verification 

METHOD: GC Pesticides/PCBs (EPA SW 846 Method 8081/8082) 

Please see qualifications below for all questions answered "N". Not ap~able questions are identified as "N/A". 
;,iat type of initial calibration verification calculation was performed? _%D or %R 

N N/A Was an initial calibration verification standard analyzed after each ICAL for each instrument? 
. Y(N 'NIA Did the initial calibration verification standards meet the %D / %R validation criteria of <20.0% / 80-120%? .. Detector/ %D 

# Date Standard ID ~ Compound (Limit 5; 20.0) Associated Samples 

,,-,1{7 h.r SI: t;,r;,,, Sl-~ 114 f.,C, }?~ '2:1~ An r v~+1 
I '-

, 

ICV-8081_2.wpd 

Page:+ of....L 
Reviewer: JVG 

2nd Reviewer: -6{_ 

Qualifications 

.T /"' /A-
( UAA. 1 Pl f'> (/1'\ ,,. ) , ✓, 



METHOD: _/Ge HPLC 

VALIDATION FINDINGS WORKSHEET 
Compound Quantitation and Reported CRQLs 

Please see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 
Level IV/D Only 

N N/A Were CRQLs adjusted for sample dilutions, dry weight factors, etc.? 
......_~.,_,N...._/A_._ Did the reported results for detected target compounds agree within 10.0% of the recalculated results? 
Y N N/A Did the percent difference of detected compounds between two columns./detectors ~40%? 

If I f d" b II no, p ease see m mgs e ow. 

# Compound Name Sample ID 
~oD Between Two Columns/Detectors 

Limit(< 40%) 

z g 7'.?>,? 

Comments: See sample calculation verification worksheet for recalculations 

COMQUA%RPD2col_r1. wpd 

Page: --Lof--l-
Reviewer: JVG 

2nd Reviewer: %._ 

Qualifications 

J ~"G /A 



LDC Report# 4882284a 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August20,2020 

Metals 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0471 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS424 20F0471-01 Sediment 
LDW20-SS268 20F0471-02 Sediment 
LDW20-SS266 20F0471-03 Sediment 
LDW20-SS258 20F0471-04 Sediment 
LDW20-SS257 20F0471-05 Sediment 
LDW20-SS228 20F0471-06 Sediment 
LDW20-SS236 20F0471-07 Sediment 
LDW20-SS24 7 20F0471-08 Sediment 
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Collection 
Date 

06/26/20 
06/26/20 
06/26/20 
06/26/20 
06/26/20 
06/26/20 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Inorganic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following methods: 

Arsenic, Cadmium, Chromium, Copper, Lead, Silver, and Zinc by Environmental 
Protection Agency (EPA) SW 846 Method 6020A 
Mercury by EPA SW 846 Method 74718 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

All samples were received in good condition. 

All technical holding time requirements were met. 

II. ICPMS Tune 

The mass calibration was within 0.1 AMU and the percent relative standard deviation 
(%RSD) was less than or equal to 5%. 

Ill. Instrument Calibration 

Initial and continuing calibrations were performed as required by the methods. 

The initial calibration verification (ICV) and continuing calibration verification (CCV) 
standards were within QC limits. 

IV. ICP Interference Check Sample Analysis 

The frequency of interference check sample (ICS) analysis was met. All criteria were 
within QC limits. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the methods. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits. Relative 
percent differences (RPO) were within QC limits. 

VIII. Duplicate Sample Analysis 

Duplicate (DUP) sample analysis was performed on an associated project sample. 
Results were within QC limits. 

IX. Serial Dilution 

Serial dilution was not performed for this SDG. 
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X. Laboratory Control Samples 

Laboratory control samples (LCS) were analyzed as required by the methods. Percent 
recoveries (%R) were within QC limits. 

XI. Field Duplicates 

No field duplicates were identified in this SDG. 

XII. Internal Standards (ICP-MS) 

Raw data were not reviewed for Stage 28 validation. 

XIII. Sample Result Verification 

Raw data were not reviewed for Stage 28 validation. 

XIV. Overall Assessment of Data 

The analysis was conducted within all specifications of the methods. No results were 
rejected in this SDG. 

The quality control criteria reviewed were met and are considered acceptable. 
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Duwamish AOC4 
Metals - Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Metals - Laboratory Blank Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Metals - Field Blank Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 
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LDC #: 48822B4a 
SDG #: 20F0471 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: Metals (EPA SW 846 Method 6020A/7471 B) 

Date~ff~ 
Page:_Lof_L 

Reviewer:~ 
2nd Reviewer: PJ:,,, 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I 
I. 

II. 

Ill. 

IV. 

V. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

YI\/ 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 . ., 

I llalidatioo Acea I I Commeots 

Sample receipt/Technical holding times IA-, A-
ICP/MS Tune A 
Instrument Calibration A 
ICP Interference Check Sample (ICS) Analysis ,4 
Laboratorv Blanks 

Field Blanks 

Matrix Spike/Matrix Spike Duplicates 

Duplicate sample analvsis 

Serial Dilution 

Laboratorv control samples 

Field Duplicates 

Internal Standard (ICP-MS) 

Sample Result Verification 

('\,--•-" . -· ..,._._ 

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS424 

LDW20-SS268 

LDW20-SS266 

LDW20-SS258 

LDW20-SS257 

LDW20-SS228 

LDW20-SS236 

LDW20-SS247 

-A 
IV 

' 
A XV\~/~) ( ~DfOi~t,J 
A- ~w ~ 

;V1 
A /_(_'-) 

IV -
ti {\{'yr re.tt --f' rue t/p 
N 

-Pr--
ND = No compounds detected 
R = Rinsate 
FB = Field blank 

I 

D = Duplicate 
TB = Trip blank 
EB = Equipment blank 

Lab ID 

20F0471-01 

20F0471-02 

20F0471-03 

20F0471-04 

20F0471-05 

20F0471-06 

20F0471-07 

20F0471-08 

-

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

I 

Notes: _________________________________________ _ 
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LDC#: 48822B4a VALIDATION FINDINGS WORKSHEET 

Sample Specific Element Reference 

All elements are applicable to each sample as noted below. 

Sample ID Target Analyte List 
1 to 8 As, Cd, Cr, Cu, Pb, Ag, Zn, Hg 

Analysis Method 
ICP 

ICP-MS As, Cd, Cr, Cu, Pb, Ag, Zn 

CVAA Hg 

Page 1 of 1 

Reviewer:CR 



LDC Report# 4882286 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 20, 2020 

Wet Chemistry 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0471 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS424 20F0471-01 Sediment 
LDW20-SS268 20F0471-02 Sediment 
LDW20-SS266 20F0471-03 Sediment 
LDW20-SS258 20F0471-04 Sediment 
LDW20-SS257 20F0471-05 Sediment 
LDW20-SS228 20F0471-06 Sediment 
LDW20-SS236 20F0471-07 Sediment 
LDW20-SS24 7 20F0471-08 Sediment 
LDW20-SS424DUP 20F0471-01 DUP Sediment 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Inorganic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following methods: 

Total Organic Carbon by Environmental Protection Agency (EPA) SW 846 Method 
9060A 
Total Solids by Standard Method 2540G 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

All samples were received in good condition. 

All technical holding time requirements were met. 

II. Initial Calibration 

All criteria for the initial calibration of each method were met. 

Ill. Continuing Calibration 

Continuing calibration frequency and analysis criteria were met for each method when 
applicable. 

IV. Laboratory Blanks 

Laboratory blanks were analyzed as required by the methods. No contaminants were 
found in the laboratory blanks. 

V. Field Blanks 

No field blanks were identified in this SDG. 

VI. Matrix Spike/Matrix Spike Duplicates 

The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix 
spike and matrix spike duplicate analyses were not performed for this SDG. 

VII. Duplicate Sample Analysis 

Duplicate (DUP) sample analysis was performed on an associated project sample. 
Results were within QC limits. 

VIII. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the methods. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the methods. The 
results were within QC limits. 

IX. Field Duplicates 

No field duplicates were identified in this SDG. 
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X. Sample Result Verification 

Raw data were not reviewed for Stage 28 validation. 

XI. Overall Assessment of Data 

The analysis was conducted within all specifications of the methods. No results were 
rejected in this SDG. 

The quality control criteria reviewed were met and are considered acceptable. 
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Duwamish AOC4 
Wet Chemistry - Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Wet Chemistry - Laboratory Blank Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Wet Chemistry - Field Blank Data Qualification Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 
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LDC #: 4882286 
SDG #: 20F04 71 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: (Analyte) TOC (EPA SW846 Method 9060A), Total Solids (SM 2540G) 

Date~~'f:ZO 
Page:~of..l_ 

Reviewer: C:::..-
2nd Reviewer: ffi.., 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 
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Sample receipt/Technical holding times 

Initial calibration 

Calibration verification 

Laboratorv Blanks 

Field blanks 

Matrix Spike/Matrix Spike Duplicates 

Duplicate sample analysis 

Laboratorv control samples 

Field duolicates 

Sample result verification 

n. ___ .. ~~ ..,_._ 

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS424 

LDW20-SS268 

LDW20-SS266 

LDW20-SS258 

LDW20-SS257 

LDW20-SS228 

LDW20-SS236 

LDW20-SS247 

LDW20-SS424DUP 
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ND= No compounds detected 
R = Rinsate 
FB = Field blank 

Commeats 

~:J..S! "\ 

D = Duplicate 
TB = Trip blank 
EB = Equipment blank 

Lab ID 

20F0471-01 

20F0471-02 

20F0471-03 

20F0471-04 

20F0471-05 

20F0471-06 

20F0471-07 

20F0471-08 

20F0471-01OUP 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

I 

Notes: __________________________________________ _ 
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LDC#: 48822B6 VALIDATION FINDINGS WORKSHEET 

Sample Specific Element Reference 

All elements are applicable to each sample as noted below. 

Sample ID Target Analyte List 
1 to8 Total solids, TOC 

QC: 9 TS 
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LDC Report# 48822B21 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August24,2020 

Polychlorinated Dioxins/Dibenzofurans 

Stage 2B 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0471 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS266 20F0471-03 Sediment 
LDW20-SS258 20F0471-04 Sediment 
LDW20-SS257 20F0471-05 Sediment 
LDW20-SS228 20F0471-06 Sediment 
LDW20-SS24 7 20F0471-08 Sediment 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in accordance 
with the Final Lower Duwamish Waterway Quality Assurance Project Plan for Remedial 
Design of Upper Reach: Pre-Design Investigation (May 2020) and a modified outline of the 
USEPA National Functional Guidelines (NFG) for High Resolution Superfund Methods Data 
Review (April 2016). Where specific guidance was not available, the data has been 
evaluated in a conservative manner consistent with industry standards using professional 
experience. 

The analyses were performed by the following method: 

Polychlorinated Dioxins/Dibenzofurans by Environmental Protection Agency (EPA) Method 
16138 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified by 
the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the compound or analyte should be considered not 
detected at the reported concentration due to the presence of contaminants 
detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not detected 
by the laboratory; however the reported quantitation/detection limit is estimated due 
to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the associated 
sample(s) was reported as not detected by the laboratory and did not warrant the 
qualification of the data. 

A qualification summary table is provided at the end of this report if data has been qualified. 
Flags are classified as P (protocol) or A (advisory) to indicate whether the flag is due to a 
laboratory deviation from a specified protocol or is of technical advisory nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported between 12.3°C and 14.4°C upon 
receipt by the laboratory. Since the samples were received the same day that they were 
collected, time did not allow for sufficient cooling of the samples, therefore no data were 
qualified. 

All technical holding time requirements were met. 

II. HRGC/HRMS Instrument Performance Check 

Instrument performance was checked at the required frequency. 

Retention time windows were established for all homologues. The chromatographic 
resolution between 2,3,7,8-TCDD and peaks representing any other unlabeled TCDD 
isomer was less than or equal to 25%. 

The static resolving power was at least 10,000 (10% valley definition). 

Ill. Initial Calibration and Initial Calibration Verification 

A five point initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0% for 
unlabeled compounds and less than or equal to 35.0% for labeled compounds. 

The ion abundance ratios for all PCDDs and PCDFs were within validation criteria. 

The percent differences (%D) of the initial calibration verification (ICV) standard were within 
the QC limits for unlabeled compounds and labeled compounds. 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

All of the continuing calibration results were within the QC limits for unlabeled compounds 
and labeled compounds. 

The ion abundance ratios for all PCDDs and PCDFs were within validation criteria. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were found 
in the laboratory blanks with the following exceptions: 
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Extraction Associated 
Blank ID Date Compound Concentration Samples 

BIG0062-BLK1 07/09/20 1,2,3,4,6, 7,8-HpCDF 0.0645 ng/Kg All samples in SDG 
1,2,3,4,6, 7,8-HpCDD 0.319 ng/Kg 20F0471 
OCDF 0.727 ng/Kg 
OCDD 2.68 ng/Kg 

Sample concentrations were compared to concentrations detected in the laboratory blanks. 
The sample concentrations were either not detected or were significantly greater than the 
concentrations found in the associated laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Matrix Spike/Matrix Spike Duplicates 

The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix spike 
and matrix spike duplicate analyses were not performed for this SDG. 

VIII. Ongoing Precision Recovery/Standard Reference Materials 

Ongoing precision recovery (OPR) samples were analyzed as required by the method. 
Percent recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The results 
were within QC limits. 

IX. Field Duplicates 

No field duplicates were identified in this SDG. 

X. Labeled Compounds 

All percent recoveries (%R) for labeled compounds used to quantitate target compounds 
were within QC limits. 

XI. Compound Quantitation 

All compound quantitations were within validation criteria with the following exceptions: 

Samole Compound Flaa A orP 

All samples in SDG 20F0471 All compounds reported as estimated maximum J (all detects) A 
possible concentration (EMPC) and greater than the 
reporting limit. 
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Samole Comoound 

All samples in SDG 20F0471 All compounds reported as estimated maximum 
possible concentration (EMPC) and less than the 
reporting limit. 

LDW20-SS266 All compounds flagged "X" due to chlorinated 
diphenyl ether (CDPE) interference. 

Raw data were not reviewed for Stage 2B validation. 

XII. Target Compound Identifications 

Raw data were not reviewed for Stage 2B validation. 

XIII. System Performance 

Raw data were not reviewed for Stage 2B validation. 

XIV. Overall Assessment of Data 

Flaa AorP 

U (all non-detects) A 

J (all detects) A 

The analysis was conducted within all specifications of the method. No results were rejected 
in this SDG. 

Due to compounds reported as EMPC and COPE interference, data were qualified as 
estimated or not detected in five samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Polychlorinated Dioxins/Dibenzofurans - Data Qualification Summary - SDG 20F0471 

Samole Comoound Flaa AorP Reason 

LDW20-SS266 All compounds reported as estimated J (all detects) A Compound quantitation 
LDW20-SS258 maximum possible concentration (EMPC) (EMPC) 
LDW20-SS257 and greater than the reporting limit. 
LDW20-SS228 
LDW20-SS247 

LDW20-SS266 All compounds reported as estimated U (all non-detects) A Compound quantitation 
LDW20-SS258 maximum possible concentration (EMPC) (EMPC) 
LDW20-SS257 and less than the reporting limit. 
LDW20-SS228 
LDW20-SS247 

LDW20-SS266 All compounds flagged •x• due to J ( all detects) A Compound quantitation 
chlorinated diphenyl ether (CDPE) (CDPE interference) 
interference. 

Duwamish AOC4 
Polychlorinated Dioxins/Dibenzofurans - Laboratory Blank Data Qualification 
Summary - SDG 20F0471 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Polychlorinated Dioxins/Dibenzofurans - Field Blank Data Qualification Summary -
SDG 20F0471 

No Sample Data Qualified in this SDG 
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LDC #: 48822B21 
SDG #: 20F0471 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources. Inc. 

METHOD: HRGC/HRMS Polychlorinated Dioxins/Dibenzofurans {EPA Method 1613B) 

Date: ,s6c,6o 
Page:~t 

Reviewer: 
2nd Reviewer: ft 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

\/.,."-'-"-'-- Ara.,. 

I. Sample receipt/Technical holding times SIi'!, A eg-rl,u .J.o H C. :: J"'f', ~ •c . 
II. HRGC/HRMS Instrument performance check A 
Ill. Initial calibration/lCV 

IV. Continuina calibration 

V. Laboratorv Blanks 

VI. Field blanks 

VII. Matrix spike/Matrix soike duolicates 

VIII. Laboratorv control samples 

IX. Field duplicates 

X. Labeled Compounds 

XI. Compound auantitation RULOQ/LODs 

XII. Taraet comoound identification 

XIII. Svstem performance 

XIV. Overall assessment of data 

Note: A = Acceptable 
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Notes· 

N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS266 

LDW20-SS258 

LDW20-SS257 

LDW20-SS228 

LDW20-SS247 

11,.rGoo,2 .. ~Lkf 
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ND = No compounds detected 
R = Rinsate 

D = Duplicate 
TB = Trip blank 

FB = Field blank EB = Equipment blank 

Lab ID 

20F0471-03 
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20F0471-06 
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SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 

Sediment 06/26/20 
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VALIDATION FINDINGS WORKSHEET 

METHOD: HRGC/HRMS Dioxins/Dibenzofurans (EPA Method 1613B) 

A. 2,3,7,8-TCDD F. 1,2,3,4,6,7,8-HpCDD K. 1,2,3,4,7,8-HxCDF P. 1,2,3,4,7,8,9-HpCDF U. Total HpCDD 

B. 1,2,3,7,8-PeCDD G.OCDD L. 1,2,3,6,7,8-HxCDF Q.OCDF V. Total TCDF 

C. 1,2,3,4,7,8-HxCDD H. 2,3,7,8-TCDF M. 2,3,4,6,7,8-HxCDF R. Total TCDD w. Total PeCDF 

D. 1,2,3,6, 7,8-HxCDD I. 1,2,3,7,8-PeCDF N. 1,2,3,7,8,9-HxCDF S. Total PeCDD X. Total HxCDF 

E. 1,2,3,7,8,9-HxCDD J. 2,3,4,7,8-PeCDF 0. 1,2,3,4,6,7,8-HcCDF T. Total HxCDD Y. Total HcCDF 

Notes:. _____________________________________________________ _ 
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VALIDATION FINDINGS WORKSHEET 
Blanks 

METHOD: HRGC/HRMS Dioxins/Dibenzofurans (EPA Method 1613B) 
ase see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 

Y N N/A Were all samples associated with a method blank? 
Y N N/A Was a method blank performed for each matrix and whenever a sample extraction was performed? 

Page:_J_of-!­
Reviewer: JVG 

2nd Reviewer: 'Z_ 

N NIA Was the method 9lank contaminated? /;. 
lank extraction da}ie: 0'1/o1 /2,o Blank analysis date: (Jf O'!'t ('20 Associated samples=--A-1-'--~-~--) __ _ 

Cone. units: >111} 'b lllliiilllf Blank ID II Samele Identification I 
8'!€,()()<, 2..- ~tkir~1 

0 0. 0<,4t; f (). ~z,; 

f 0. 911'1 ,1r ,. ~q~ 

0... 0.11.1 r i.G,~~ 

<f, "2..~, (3.4 

* ek-lPc, 

Blank extraction date: ___ Blank analysis date: __ _ 
Cone. units: A . t d S ssoc1a e amp es: 

..... Blank ID I Sam pie Identification 

CIRCLED RESULTS WERE NOT QUALIFIED. ALL RESULTS NOT CIRCLED WERE QUALIFIED BY THE FOLLOWING STATEMENT: 
All contaminants within five times the method blank concentration were qualified as not detected, "U". 

BLANKS16_2.wpd 



VALIDATION FINDINGS WORKSHEET 
Compound Quantitation and Reported Rls 

METHOD: HRGC/HRMS Dioxins/Dibenzofurans (EPA Method 1613B) 
Please see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 

Page: _1_of_1_ 
Reviewer: JVG 

2nd Reviewer: ~ 

~ Were the correct labeled compound, quantitation ions and relative response factors (RRF) used to quantitate the compound? 
~ Compound quantitation and RLs were adjusted to reflect all sample dilutions and dry weight factors (if necessary). 

I ._ Date Samole ID Comoound Findina Qualifications 

All All results flaaaed as EMPC >tz.t... Jdets/A 

t L fL u/.! 

i All results flaaaed •x• by the lab due to chlorinated Jdets/A 

diphenvl ether (COPE) interference 

Comments:--------------------------------------------------
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LDC Report# 48822C2a 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 24, 2020 

Semivolatiles 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0505 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS423 20F0505-01 Sediment 
LDW20-SS423DL 20F0505-01 DL Sediment 
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Collection 
Date 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Semivolatile Organic Compounds (SVOCs) by Environmental Protection Agency (EPA) 
SW 846 Method 8270E 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SOG were reported at 6.3°C upon receipt by the 
laboratory. Since the samples were received the same day that they were collected, 
time did not allow for sufficient cooling of the samples, therefore no data were qualified. 

All technical holding time requirements were met. 

II. GC/MS Instrument Performance Check 

A decafluorotriphenylphosphine (OFTPP) tune was performed at 12 hour intervals. 

All ion abundance requirements were met. 

Ill. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

For compounds where average relative response factors (RRFs) were utilized, the 
percent relative standard deviations (%RSO) were less than or equal to 20.0%. 

In the case where the laboratory used a calibration curve to evaluate the compounds, all 
coefficients of determination (r2) were greater than or equal to 0.990. 

Average relative response factors (RRF) for all compounds were within validation 
criteria. 

The percent differences (%0) of the initial calibration verification (ICV) standard were 
less than or equal to 30.0% for all compounds. 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

The percent differences (%0) were less than or equal to 20.0% for all compounds. 

All of the continuing calibration relative response factors (RRF) were within validation 
criteria. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SOG. 
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VII. Surrogates 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (%R) were within QC limits. 

VIII. Matrix Spike/Matrix Spike Duplicates 

The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix 
spike and matrix spike duplicate analyses were not performed for this SDG. 

IX. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The 
results were within QC limits with the following exceptions: 

Associated 
SRMID Compound %R (Limits) Samoles Flaa 

BIG0254-SRM1 Naphthalene 18.2 (41-159) All samples in SDG J (all detects) 
2-Methylnaphthalene 32.5 (51-149) 20F0505 UJ (all non-detects) 
Acenaphthene 58.4 (59-141) 

X. Field Duplicates 

No field duplicates were identified in this SDG. 

XI. Internal Standards 

All internal standard areas and retention times were within QC limits. 

XII. Compound Quantitation 

Raw data were not reviewed for Stage 28 validation. 

XIII. Target Compound Identifications 

Raw data were not reviewed for Stage 28 validation. 

XIV. System Performance 

Raw data were not reviewed for Stage 28 validation. 

4 
V:\LOGIN\WINDWARD\DUWAMISH\48822C2A_Wl3.DOC 

A orP 

p 



XV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

In the case where more than one result was reported for an individual sample, the least 
technically acceptable results were deemed not reportable as follows: 

Sample Compound Reason Flaa AorP 

LDW20-SS423 Fluoranthene Results exceeded calibration range. Not reportable -
Pyrene 

LDW20-SS423DL All compounds except Results from undiluted analyses were Not reportable -
Fluoranthene more usable. 
Pyrene 

Due to SRM %R, data were qualified as estimated in one sample. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Semivolatiles - Data Qualification Summary - SDG 20F0505 

I Samele I Comeound I Flag I AorP I Reason I 
LDW20-SS423 Naphthalene J (all detects) p Standard reference materials 

2-Methylnaphthalene UJ (all non-detects) (%R) 
Acenaphthene 

LDW20-SS423 Fluoranthene Not reportable - Overall assessment of data 
Pyrene 

LDW20-SS423DL All compounds except Not reportable - Overall assessment of data 
Fluoranthene 
Pyrene 

Duwamish AOC4 
Semivolatiles - Laboratory Blank Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Semivolatiles - Field Blank Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 
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LDC #: 48822C2a 
SDG #: 20F0505 

VALIDATION COMPLETENESS WORKSHEET 
Stage 2B 

Laboratory: Analytical Resources, Inc. 

METHOD: GC/MS Semivolatiles (EPA SW 846 Method 8270E) 

Date: 0 i /~ /-i. 
Page:_! of J 

Reviewer: ~ 
2nd Reviewer:~ 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I. 

II. 

Ill. 

IV. 

V. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

XIV. 

xv. 

Note: 

1 

2 

3 

4 

5 

6 
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0 

Notes· 

u ... urf-t,1.-.. A.ra"" 

Sample receipt/Technical holdina times 

GC/MS Instrument performance check 

Initial calibration/lCV 

ContinuinQ calibration 

Laboratory Blanks 

Field blanks 

Surroaate spikes 

Matrix spike/Matrix spike duplicates 

Laboratory control samples 

Field duplicates 

Internal standards 

Comnound auantitation RULOQ/LODs 

Target compound identification 

System performance 

Overall assessment of data 

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS423 

tn, _,, 

~ I Gt>V,"f.,. h u'<L 
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ND = No compounds detected 
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FB = Field blank 

1 

. 
\Ct.\ L c;... 2o4 
Cc,.,J ~ U>/4 

L..l-5 S~M 

D = Duplicate 
TB = Trip blank 
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EB = Equipment blank 

Lab ID 

20F0505-01 
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SB=Source blank 
OTHER: 

Matrix Date 
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VALIDATION FINDINGS WORKSHEET 

MEl'HOD: GC/MS SVOA 

A. Phenol AA. 2-Chloronaphthalene AAA. Butylbenzylphthalate AAAA. Dibenzothiophene A1. N-Nitrosodiethylamine 

B. Bis (2-chloroethyl) ether BB. 2-Nitroaniline BBB. 3,3'-Dichlorobenzidine BBBB. Benzo(a)fluoranthene B1. N-Nitrosodi-n-butylamine 

C. 2-Chlorophenol CC. Dimethylphthalate CCC. Benzo(a)anthracene CCCC. Benzo(b)fiuorene C1. N-Nitrosomethylethylamine 

D. 1,3-Dichlorobenzene DD. Acenaphthylene DDD. Chrysene DDDD. cis/trans-Decalin D1. N-Nitrosomorpholine 

E. 1,4-Dichlorobenzene EE. 2,6-Dinitrotoluene EEE. Bis(2-ethylhexyl)phthalate EEEE. Biphenyl E 1. N-Nitrosopyrrolidine 

F. 1,2-Dichlorobenzene FF. 3-Nitroaniline FFF. Di-n-octylphthalate FFFF. Retene F1. Phenacetin 

G. 2-Methylphenol GG. Acenaphthene GGG. Benzo(b)fiuoranthene GGGG. C30-Hopane G1. 2-Acetylaminofluorene 

H. 2,2'-0xybis(1-chloropropane) HH. 2,4-Dinitrophenol HHH. Benzo(k)fluoranlhene HHHH. 1-Methylphenanthrene H1. Pronamide 

I. 4•Methylphenol II. 4-Nitrophenol Ill. Benzo(a)pyrene 1111. 1,4-Dioxane 11. Methyl methanesulfonate 

J. N-Nitroso-di-n-propylamine JJ. Dibenzofuran JJJ. lndeno(1,2,3-cd)pyrene JJJJ. Acetophenone J1. Ethyl methanesulfonate 

K. Hexachloroethane KK. 2,4-Dinitrotoluene KKK. Dibenz(a,h)anthracene KKKK. Atrazine K1. o,o' ,o"-Triethylphosphorothioate 

L. Nitrobenzene LL. Diethylphthalate LLL. Benzo(g,h,i)perylene LLLL. Benzaldehyde L 1. n-Phenylene diamine 

M. lsophorone MM. 4-Chlorophenyl-phenyl ether MMM. Bis(2-Chioroisopropyl)ether MMMM. Caprolactam M1. 1,4-Naphthoquinone 
. 

N. 2-Nitrophenol NN. Fluorene NNN.Aniline NNNN. 2,6-Dichlorophenol N1. N-Nitro-o-toluidine 

0. 2,4-Dimethylphenol 00. 4-Nitroaniline 000. N-Nitrosodimethylamine 0000, 1,2-Diphenylhydrazlne 01. 1,3,5-Trinitrobenzene 

P. Bis(2-chloroethoxy)methane PP. 4,6-Dinitro-2-methylphenol PPP. BenzoicAcid PPPP. 3-Methylphenol P1. Pentachlorobenzene 

Q. 2,4-Dichlorophenol QQ. N-Nitrosodiphenylamine QQQ. Benzyl alcohol QQQQ. 3&4-Methylphenol Q1. 4-Aminobiphenyl 

R. 1,2,4-Trichlorobenzene RR. 4-Bromophenyl-phenylether RRR. Pyridine RRRR. 4-Dimethyldibenzothiophene (4MDT) R1. 2-Naphthytamine 

S. Naph\haiene SS. Hexachlorobenzene SSS. Benzidine SSSS. 2/3-Dimethyldibenzothiophene (4MDT) S1. Triphenylene 

T. 4-Chloroaniline TT. Pentachlorophenol TTT. 1-Methylnaphthalene TTTT. 1-Methyldibenzothiophene (1MDT) T1. Octachlorostyrene 

U. Hexachlorobutadiene UU. Phenanthrene UUU.Benzo(b)thiophene UUUU .. 2,3,4,6-Tetrachlorophenoi U1. Famphur 

V. 4-Chloro-3-methylphenol W. Anthracene VW.Benzonaphthothiophene WW. 1,2,4,5-Tetrachiorobenzene V1. 1,4-phenylenediamine 

W. 2-Methylnaphthalene WW. Carbazole WWW.Benzo(e)pyrene WWWW .. 2-Picollne W1. Methapyrilene 

X. Hexachlorocyclopentadiene XX. Di-n-butylphthalate XXX. 2,6-Dimethylnaphthalene XXXX. 3-Methylcholanthrene X1. Pentachloroethane 

Y. 2,4,6-Trichlorophenol YY. Fluoranthene YYY. 2,3,5-Trimethylnaphthalene YYYY. a,a-Dimethylphenethylamine Y1. 3,3'-Dimethylbenzidine 

Z. 2,4,5-Trichlorophenol ZZ. Pyrene ZZZ. Perylene ZZZZ. Hexachloropropene 21. o-Toluidine 
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METHOD: GC/MS BNA (EPA SW 846 Method 8270~) 

VALIDATION FINDINGS WORKSHEET 
Laboratory Control Samples (LCS} (> JZ ~ 

Pl ase see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 
N NIA Was a LCS required? 

Y N/A Were the LCS/LCSD percent recoveries (%R) and the relative percent differences (RPD) within the QC limits? 

LCS LCSD 
LCS/LCSDID Comoound %Rflimits) %R(Limitsl RPO (Limits) Associated Samples 
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LDC#: 4 b'~ 2U Uv VALIDATION FINDINGS WORKSHEET Page: ____l._of_1 

Overall Assessment of Data Reviewer: JVG 

METHOD: GC/MS BNA (EPA SW 846 Method 8270 ) 
2nd Reviewer: '1 

Please see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 
All available information pertaining to the data were reviewed using professional judgement to compliment the determination of the overall quality of the data. 

0) N/A Was the overall quality and usability of the data acceptable? 

# Date Sample ID Compound Finding Qualifications 

' Yi zz 7 ~, ~L,, .:r oCe-½s /ft-
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Comments: _______________________________________________ _ 
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LDC Report# 48822C2b 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August24,2020 

Semivolatiles 

Stage 2B 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0505 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS423 20F0505-01 Sediment 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Semivolatile Organic Compounds (SVOCs) by Environmental Protection Agency (EPA) 
SW 846 Method 8270E in Selected Ion Monitoring (SIM) mode 

All sample results were subjected to Stage 2B data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported at 6.3°C upon receipt by the 
laboratory. Since the samples were received the same day that they were collected, 
time did not allow for sufficient cooling of the samples, therefore no data were qualified. 

All technical holding time requirements were met. 

II. GC/MS Instrument Performance Check 

A decafluorotriphenylphosphine (DFTPP) tune was performed at 12 hour intervals. 

All ion abundance requirements were met. 

Ill. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

For compounds where average relative response factors (RRFs) were utilized, percent 
relative standard deviations (%RSD) were less than or equal to 20.0%. 

In the case where the laboratory used a calibration curve to evaluate the compounds, all 
coefficients of determination (r2) were greater than or equal to 0.990. 

Average relative response factors (RRF) for all compounds were within validation 
criteria. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 30.0% for all compounds with the following exceptions: 

Associated 
Date Compound %D Samoles Flaa AorP 

06/26/20 N-Nitrosodiphenylamine 41.9 All samples in SDG UJ (all non-detects) A 
20F0505 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

The percent differences (%D) were less than or equal to 20.0% for all compounds with 
the following exceptions: 
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Associated 
Date Compound %D Samoles Flaa AorP 

07/21/20 Pentachlorophenol 41.4 All samples in SDG J (all detects) A 
20F0505 

All of the continuing calibration relative response factors (RRF) were within validation 
criteria. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Surrogates 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (%R) were within QC limits. 

VIII. Matrix Spike/Matrix Spike Duplicates 

The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix 
spike and matrix spike duplicate analyses were not performed for this SDG. 

IX. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The 
results were within QC limits with the following exceptions: 

Associated 
SRMID Compound %R(Limits\ Samoles Flaa AorP 

BIG0254-SRM2 1,2-Dichlorobenzene 11.7 (17-184) All samples in SDG UJ (all non-detects) p 
20F0505 

X. Field Duplicates 

No field duplicates were identified in this SDG. 
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XI. Internal Standards 

All internal standard areas and retention times were within QC limits. 

XII. Compound Quantitation 

Raw data were not reviewed for Stage 28 validation. 

XIII. Target Compound Identifications 

Raw data were not reviewed for Stage 28 validation. 

XIV. System Performance 

Raw data were not reviewed for Stage 28 validation. 

XV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

Due to ICV %0, continuing calibration %0, and SRM %R, data were qualified as 
estimated in one sample. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Semivolatiles - Data Qualification Summary - SDG 20F0505 

Sample Compound Flag AorP Reason 

LDW20-SS423 N-Nitrosodiphenylamine UJ (all non-detects) A Initial calibration verification 
(%D) 

LDW20-SS423 Pentachlorophenol J (all detects) A Continuing calibration (%D) 

LDW20-SS423 1,2-Dichlorobenzene UJ (all non-detects) p Standard reference materials 
(%R) 

Duwamish AOC4 
Semivolatiles - Laboratory Blank Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Semivolatiles - Field Blank Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 
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LDC #: 48822C2b 
SDG #: 20F0505 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 
s~ 

METHOD: GC/MS PoJ~r:iuslaar AF9rr:ia&is MydFeeetrbens (EPA SW 846 Method 8270E-SIM) 

Date: &S,/i,.4 
Page:j_of_L 

Reviewer: (DI(, 
2nd Reviewer: x\, 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

V:11" " ·" .;;;; Ar,. .. 

I. Samole receloVfechnical holdin!l times 

II. GC/MS Instrument oerformance check 

Ill. Initial calibration/lCV 

IV. Continuing calibration 

V. Laboratory Blanks 

VI. Field blanks 

VII. Surrogate spikes 

VIII. Matrix spike/Matrix spike duplicates 

IX. Laboratory control samples 

X. Field duolicates 

XI. Internal standards 

XII. Compound ouantitation RULOQ/LODs 

XIII. Taroet compound identification 

XIV. Svstem oerformance 

xv. Overall assessment of data 

Note: A = Acceptable 

1 

2 

3 

4 

5 

6 

7 

8 

la 

Notes· 

N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS423 
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D = Duplicate 
TB = Trip blank 
EB = Equipment blank 

Lab ID 

20F0505-01 

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/30/20 



VALIDATION FINDINGS WORKSHEET 

METHOD: GC/MS SVOA 

A. Phenol AA. 2-Chloronaphthalene AM. Butylbenzylphthalate AAM. Dibenzothiophene A1. N-Nitrosodiethylamine 

B. Bis (2-chloroethyl) ether BB. 2-Nitroaniline BBB. 3,3'-Dichlorobenzidine BBBB. Benzo(a)fluoranthene 81. N-Nitrosodi-n-butylamine 

C. 2-Chlorophenol CC. Dimethylphthaiate CCC. Benzo(a)anthracene CCCC. Benzo(b)fluorene C1. N-Nitrosomethylethylamlne 

D. 1,3-Dichlorobenzene DD. Acenaphthylene DDD. Chrysene DDDD. cis/trans-Decalin D1. N-Nitrosomorpholine 

E. 1,4-Dichlorobenzene EE. 2,6-Dinitrotoluene EEE. Bis(2-ethylhexyl)phthalate EEEE. Biphenyl E1. N-Nitrosopyrrolidine 

F. 1,2-Dichlorobenzene FF. 3-Nitroaniline FFF. Di-n-octylphthalate FFFF. Retene F1. Phenacetin 

G. 2-Methylphenol GG. Acenaphthene GGG. Benzo(b)fluoranthene GGGG. C30-Hopane G1. 2-Acetylaminofluorene 

H. 2,2'-Oxybis(1-chloropropane) HH. 2,4-Dinitrophsnol HHH. Benzo(k)fluoranthene HHHH. 1-Methylphenanthrene H1. Pronamide 

I. 4•Methylphenol II. 4-Nitrophenol Ill. Benzo(a)pyrene 1111. 1,4-Dioxane 11. Methyl methanesulfonate 

J. N-Nitroso-di-n-propylamine JJ. Dibenzofuran JJJ. lndeno(1,2,3-cd)pyrene JJJJ. Acetophenone J1. Ethyl methanesulfonate 

K. Hexachloroethane KK. 2.4-Dinitrotoluene KKK. Dibenz(a,h)anthracene KKKK. Atrazine K1. o,o' ,o"-Triethylphosphorothioate 

L. Nitrobenzene LL. Diethylphthalate LLL. Benzo(g,h,i)perylene LLLL. Benzaldehyde L 1. n-Phenylene diamine 

M. lsophorone MM. 4-Chlorophenyl-phenyl ether MMM. Bis(2-Chlorolsopropyl)ether MMMM. Caprolactam M1. 1,4-Naphthoquinone 

N. 2-Nitrophenol NN. Fluorene NNN.Aniline NNNN. 2,6-Dichlorophenol N 1. N-Nitro-o-toluidine 

0. 2,4-Dimethylphenol 00. 4-Nitroanillne 000. N-Nitrosodimethylamine 0000. 1,2-Diphenylhydrazine 01. 1,3,5-Trinitrobenzene 

P. Bis(2-chloroethoxy)methane PP. 4,6-Dinitro-2-methylphenol PPP. Benzoic Acid PPPP. 3-Methylphenol P1. Pentachlorobenzene 

Q. 2,4-Dichlorophenol QQ. N-Nitrosodiphenylamine QQQ. Benzyl alcohol QQQQ. 3&4-Methylphenol Q1. 4-Aminobiphenyl 

R. 1,2,4-Trichlorobenzene RR. 4-Bromophenyl-phenylether RRR. Pyridine RRRR. 4-Dimethyldibenzothiophene (4MDn R 1. 2-Naphthylamine 

S. Naph,halene SS. Hexachlorobenzene SSS. Benzidine SSSS. 2/3-Dimethyldibenzothiophene (4MDn S1. Triphenylene 

T. 4-Chloroaniline TT. Pentachlorophenol TTT. 1-Methylnaphthalene TTTT. 1-Methyldibenzothiophene (1MDT) T1. Octachlorostyrene 

U. Hexachlorobutadiene UU. Phenanthrene UUU.Benzo(b)thiophene UUUU .. 2,3,4,6-Tetrachlorophenol U1. Famphur 

V. 4-Chloro-3-methylphenol W. Anthracene VVV. Benzonaphthothiophene WVV. 1,2,4,5-Tetrachlorobenzene V1. 1,4-phenylenediamine 

W. 2-Methylnaphthalene WW. Carbazole WWW.Benzo(e)pyrene wwww .. 2-Picoline W1. Methapyrilene 

X. Hexachlorocyclopentadiene XX. Di-n-butylphthalate XXX. 2,6-Dimethylnaphthalene XXXX. 3-Methylcholanthrene X1. Pentachloroethane 

Y. 2,4,6-Trichlorophenol YY. Fluoranthene YYY. 2,3,5-Trimethylnaphthalene YYYY. a,a-Dimethylphenethylamine Y1. 3,3'-Dimethyibenzidine 

Z. 2.4,5-Trichlorophenol ZZ. Pyrene ZZZ. Perylene ZZZZ. Hexachloroprocene 21. o-Toluidine 
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LDC#: VALIDATION FINDINGS WORKSHEET 
Initial Calibration Verification 

METHOD: GC/MS SVOA (EPA SW 846 Method 8270t,.-.SIM). 
/!jase see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 

Y.. N NIA Was an initial calibration verification standard analyzed after each ICAL for each instrument? 
'#"""N lN/A Were all %D within the validation criteria of <20/30% %D ? 

~ 

Finding %D 
# Date Standard ID Compound (Limit: <.ae:6"~ Associated Samples 

O<,/-u/2, S t F o M ~- 5c;v !-- ~& 11.q - All l NVJ . I 

ICVsvoa. wpd 
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VALIDATION FINDINGS WORKSHEET 
Continuing Calibration 

METHOD: GC/MS BNA (EPA SW 846 Method 8270l;;j,-S/ /rl. 7 
P e qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 

Was a continuing calibration standard analyzed at least once every 12 hours of sample analysis for each instrument? 
Were percent differences (%D) and relative response factors (RRF) within method criteria for all CCC's and SPCC's ? 

Y{N J NIA Were all %D and RRFs within the validation criteria of <20 %D and >0.05 RRF? 
~ 

Finding%D Finding RRF 
# Date Standard ID Compound (Limit: <20.0%) (Limit: >0.05) Associated Samples 

01/z.t /2r, NT I0W<>1Z-lo~5 TT 4-1-4 All (P-~F1 
/ 
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VALIDATION FINDINGS WORKSHEET 
Laboratory Control Samples CLCS) / Sf<lv1 

METHOD: GC/MS BNA (EPA SW 846 Method 8270~-Sf NI) 

ase see qualifications below for all questions answered "N". Not applicable questions are identified as "NIA". 
~ N/A Was a LCS required? 
Y N N/A Were the LCS/LCSD percent recoveries (%R) and the relative percent differences (RPO) within the QC limits? 

LCS LCSD 
# LCSJLCSDID Comoound %RlLimitsl %RILimitsl RPD (Limits) Associated Samoles 
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LDC Report# 48822C3a 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 
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Hexachlorobenzene 

Stage 2B 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0505 

Laboratory Sample 
Sample Identification Identification 

LDW20-SS423 20F0505-01 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Hexachlorobenzene by Environmental Protection Agency (EPA) SW 846 Method 8081 B 

All sample results were subjected to Stage 2B data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported at 6.3°C upon receipt by the 
laboratory. Since the samples were received the same day that they were collected, 
time did not allow for sufficient cooling of the samples, therefore no data were qualified. 

All technical holding time requirements were met. 

II. GC Instrument Performance Check 

Instrument performance was checked at 12 hour intervals. 

The individual 4,4'-DDT and Endrin breakdowns (%BO) were less than or equal to 
15.0%. 

Ill. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0%. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 20.0%. 

IV. Continuing Calibration 

Continuing calibration was performed at required frequencies. 

The percent differences (%D) were less than or equal to 20.0%. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Surrogates/Internal Standards 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (%R) were within QC limits. 

All internal standard areas and retention times were within QC limits. 
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VIII. Matrix Spike/Matrix Spike Duplicates 

The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix 
spike and matrix spike duplicate analyses were not performed for this SDG. 

IX. Laboratory Control Samples 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

X. Field Duplicates 

No field duplicates were identified in this SDG. 

XI. Compound Quantitation 

Raw data were not reviewed for Stage 28 validation. 

XII. Target Compound Identification 

Raw data were not reviewed for Stage 28 validation. 

XIII. System Performance 

Raw data were not reviewed for Stage 28 validation. 

XIV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

The quality control criteria reviewed were met and are considered acceptable. 
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Duwamish AOC4 
Hexachlorobenzene - Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Hexachlorobenzene - Laboratory Blank Data Qualification Summary - SDG 
20F0505 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Hexachlorobenzene - Field Blank Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 
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LDC #: 48822C3a 

SDG #: 20F0505 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: GC Hexachlorobenzene (EPA SW846 Method 8081 B) 

Date: 6 &/"t fto 
Page:...\-of__J_ 

Reviewer: ;m 
2nd Reviewer: It 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I. 

II. 

Ill. 

IV. 

V. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

VI\/ 

Note: 
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GC Instrument Performance Check 
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Field blanks 
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Matrix scike/Matrix scike duclicates 

Laboratorv control samcles 

Field duclicates 

Comcound auantitation/RULOQ/LODs 

Target compound identification 

System Performance 
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A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS423 

~.z:&o"2 ~--'1lk.a 

L:\Windward\Duwamish\48822C3aW .wpd 

,..,..,,. ...... " ... /'l 

9\l 'A ~( kw, - (; -; oc, c::i:~s"'#~ c-i t~t, ,fi~ - -'"Tn t:'/WA 

l\, 

A-, A 
I 

~ 
a 
u 

b,.(~ 
u 
~ 

kl 
N 

N 

N 

A. 
ND = No compounds detected 
R = Rinsate 
FB = Field blank 

, 

lc:A~ ~ ~t 
cw'=- 2-6/,. 

u:.s 
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SB=Source blank 
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Matrix Date 
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LDC Report# 48822C3b 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 24, 2020 

Polychlorinated Biphenyls 

Stage 2B 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0505 

Laboratory Sample 
Sample Identification Identification 

LDW20-SS423 20F0505-01 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Organic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following method: 

Polychlorinated Biphenyls (PCBs) by Environmental Protection Agency (EPA) SW 846 
Method 8082A 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

The chain-of-custodies were reviewed for documentation of cooler temperatures. Cooler 
temperatures for samples in this SDG were reported at 6.3°C upon receipt by the 
laboratory. Since the samples were received the same day that they were collected, 
time did not allow for sufficient cooling of the samples, therefore no data were qualified. 

All technical holding time requirements were met. 

II. Initial Calibration and Initial Calibration Verification 

An initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0% for 
all compounds. 

The percent differences (%D) of the initial calibration verification (ICV) standard were 
less than or equal to 20.0% for all compounds with the following exceptions: 

Associated 
Date Standard Column Compound %D Samples Flag 

07/17/20 SIG0253-SCV1 2C Aroclor-1260 27.9 All samples in SDG J (all detects) 
20F0505 

Ill. Continuing Calibration 

Continuing calibration was performed at required frequencies. 

The percent differences (%D) were less than or equal to 20.0% for all compounds. 

IV. Laboratory Blanks 

AorP 

A 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks. 

V. Field Blanks 

No field blanks were identified in this SDG. 

VI. Surrogates/Internal Standards 

Surrogates were added to all samples as required by the method. All surrogate 
recoveries (%R) were within QC limits. 

All internal standard areas and retention times were within QC limits. 
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VII. Matrix Spike/Matrix Spike Duplicates 

The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix 
spike and matrix spike duplicate analyses were not performed for this SDG. 

VIII. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the method. The 
results were within QC limits. 

IX. Field Duplicates 

No field duplicates were identified in this SDG. 

X. Compound Quantitation 

Raw data were not reviewed for Stage 2B validation. 

XI. Target Compound Identification 

Raw data were not reviewed for Stage 2B validation. 

XII. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

Due to ICV %0, data were qualified as estimated in one sample. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Polychlorinated Biphenyls - Data Qualification Summary - SDG 20F0505 

Sample Compound Flaa AorP Reason 

LDW20-SS423 Aroclor-1260 J (all detects) A Initial calibration verification 
(%D) 

Duwamish AOC4 
Polychlorinated Biphenyls - Laboratory Blank Data Qualification Summary - SDG 
20F0505 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Polychlorinated Biphenyls - Field Blank Data Qualification Summary - SDG 
20F0505 

No Sample Data Qualified in this SDG 
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LDC #: 48822C3b 
SDG #: 20F0505 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: GC Polychlorinated Biphenyls (EPA SW846 Method 8082A) 

Date:C>gj\~ qo 
Page:_,_of_ 

Reviewer: S'>1, 
2nd Reviewer: t__ 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

~ ..... Ar .. .,, 

I. Sample receipt/Technical holding times 

II. Initial calibration/lCV 

Ill. Continuina calibration 

IV. Laboratory Blanks 

V. Field blanks 

VI. Surroaate spikes r,~ 
VII. Matrix spike/Matrix spike duplicates 

VIII. Laboratory control samples 

IX. Field duplicates 

X. Compound auantitation/RL/LOQ/LODs 

XI. TarQet compound identification 

VII n,---n nf ..P-•-

Note: A = Acceptable 
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1? 

Notes· 

N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS423 
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D::: Duplicate 
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Lab ID 

20F0505-01 
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SB=Source blank 
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VALIDATION FINDINGS WORKSHEET 

METHOD: Pesticide/PCBs (EPASW 846 Method 8081/8082) 

A. alpha-BHC K. Endrin U. Toxaphene EE. 2,4'-DDT 00. trans-Heptachlor epoxide 

B. beta-BHC L. Endosulfan II V. Aroclor-1016 FF. Hexachlorobenzene PP. Mirex 

C. delta-BHC M. 4,4'-DDD W. Aroclor-1221 GG. Chlordane QQ ~is-Chlordane 

D. gamma-BHC N. Endosulfan sulfate X. Aroclor-1232 HH. Chlordane (Technical) RR. trans-Chlordane 

E. Heptachlor 0. 4,4'-DDT Y. Aroclor-1242 II. Aroclor 1262 ss. 

F. Aldrin P. Methoxychlor Z. Aroclor-1248 JJ. Aroclor 1268 TT. 

G. Heptachlor epoxide Q. Endrin ketone AA. Aroclor-1254 KK. Oxychlordane uu. 
.• 

H. Endosulfan I R. Endrin aldehyde BB. Aroclor-1260 LL. trans-Nonachlor vv 

I. Dieldrin S. alpha-Chlordane CC. 2,4'-DDD MM. cis-Nonachlor WW. 

J. 4,4'-DDE T. gamma-Chlordane DD. 2,4'-DDE NN. cis-Heptachlor epoxide xx. 

Notes:. ______________________________________________________ _ 
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LDC#: VALIDATION FINDINGS WORKSHEET 
Initial Calibration Verification 

METHOD: GC Pesticides/PCBs (EPA SW 846 Method 8081/8082) 

Please see qualifications below for all questions answered "N". Not appjjcable questions are identified as "N/A". 
What type of initial calibration verification calculation was performed?/' %0 or %R roN N/A 

- --
Was an initial calibration verification standard analyzed after each ICAL for each instrument? 

'r( N)N/A Did the initial calibration verification standards meet the %0 / %R validation criteria of <20.0% / 80-120%? 

Detector/ %0 
# Date Standard ID r'-'01Umr~ Compound {Limit s; 20.0) Associated Samples 

ff7 /{7 /2c ~ gr<?oz.S?- 5v' I~ 2C f;>~ 27. 'i All ( P<A-) . \ / 

ICV-8081_2.wpd 

Page:Jof_J 

Reviewer: JVG 
2nd Reviewer: ~ 
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Qualifications 
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LDC Report# 48822C4a 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 20, 2020 

Metals 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0505 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS423 20F0505-01 Sediment 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Inorganic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following methods: 

Arsenic, Cadmium, Chromium, Copper, Lead, Silver, and Zinc by Environmental 
Protection Agency (EPA) SW 846 Method 6020A 
Mercury by EPA SW 846 Method 7471 B 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

All samples were received in good condition. 

All technical holding time requirements were met. 

II. ICPMS Tune 

The mass calibration was within 0.1 AMU and the percent relative standard deviation 
(%RSD) was less than or equal to 5%. 

Ill. Instrument Calibration 

Initial and continuing calibrations were performed as required by the methods. 

The initial calibration verification (ICV) and continuing calibration verification (CCV) 
standards were within QC limits. 

IV. ICP Interference Check Sample Analysis 

The frequency of interference check sample (ICS) analysis was met. All criteria were 
within QC limits. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the methods. No contaminants were 
found in the laboratory blanks. 

VI. Field Blanks 

No field blanks were identified in this SDG. 

VII. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) and matrix spike duplicate (MSD) sample analysis was performed on 
an associated project sample. Percent recoveries (%R) were within QC limits. Relative 
percent differences (RPO) were within QC limits. 

VIII. Duplicate Sample Analysis 

Duplicate (DUP) sample analysis was performed on an associated project sample. 
Results were within QC limits. 

IX. Serial Dilution 

Serial dilution was not performed for this SDG. 
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X. Laboratory Control Samples 

Laboratory control samples (LCS) were analyzed as required by the methods. Percent 
recoveries (%R) were within QC limits. 

XI. Field Duplicates 

No field duplicates were identified in this SDG. 

XII. Internal Standards {ICP-MS) 

Raw data were not reviewed for Stage 28 validation. 

XIII. Sample Result Verification 

Raw data were not reviewed for Stage 28 validation. 

XIV. Overall Assessment of Data 

The analysis was conducted within all specifications of the methods. No results were 
rejected in th is S DG. 

The quality control criteria reviewed were met and are considered acceptable. 
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Duwamish AOC4 
Metals - Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Metals - Laboratory Blank Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Metals - Field Blank Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 
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LDC #: 48822C4a 
SDG #: 20F0505 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: Metals (EPA SW 846 Method 6020Af7471B) 

Date:?if_ciz.o 
Page:_l_Of--2_ 

Reviewer:.....c::2::-
2nd Reviewer:~ 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I. 
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Ill. 
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N = Not provided/applicable 
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LDC#: 48822C4a VALIDATION FINDINGS WORKSHEET 
Sample Specific Element Reference 

All elements are applicable to each sample as noted below. 

Sample ID Target Analyte List 
1 As, Cd, Cr, Cu, Pb, Ag, Zn, Hg 

Analysis Method 
ICP 

ICP-MS As, Cd, Cr, Cu, Pb, Ag, Zn 

CVM Hg 

Page 1 of 1 
Reviewer:CR 



LDC Report# 48822C6 

Laboratory Data Consultants, Inc. 

Project/Site Name: 

LDC Report Date: 

Parameters: 

Validation Level: 

Laboratory: 

Data Validation Report 

Duwamish AOC4 

August 20, 2020 

Wet Chemistry 

Stage 28 

Analytical Resources, Inc. 

Sample Delivery Group (SDG): 20F0505 

Laboratory Sample 
Sample Identification Identification Matrix 

LDW20-SS423 20F0505-01 Sediment 
LDW20-SS423MS 20F0505-01 MS Sediment 
LDW20-SS423DUP 1 20F0505-01 DUP1 Sediment 
LDW20-SS423DUP2 20F0505-01 DUP2 Sediment 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Final Lower Duwamish Waterway Quality Assurance Project Plan 
for Remedial Design of Upper Reach: Pre-Design Investigation (May 2020) and a 
modified outline of the USEPA National Functional Guidelines (NFG) for Inorganic 
Superfund Methods Data Review (January 2017). Where specific guidance was not 
available, the data has been evaluated in a conservative manner consistent with 
industry standards using professional experience. 

The analyses were performed by the following methods: 

Total Organic Carbon by Environmental Protection Agency (EPA) SW 846 Method 
9060A 
Total Solids by Standard Method 2540G 

All sample results were subjected to Stage 28 data validation, which comprises an 
evaluation of quality control (QC) summary results. 

The following are definitions of the data qualifiers utilized during data validation: 

J (Estimated): The compound or analyte was analyzed for and positively identified 
by the laboratory; however the reported concentration is estimated due to non­
conformances discovered during data validation. 

U (Non-detected): The compound or analyte was analyzed for and positively 
identified by the laboratory; however the compound or analyte should be 
considered non-detected at the reported concentration due to the presence of 
contaminants detected in the associated blank(s). 

UJ (Non-detected estimated): The compound or analyte was reported as not 
detected by the laboratory; however the reported quantitation/detection limit is 
estimated due to non-conformances discovered during data validation. 

R (Rejected): The sample results were rejected due to gross non-conformances 
discovered during data validation. Data qualified as rejected is not usable. 

NA (Not Applicable): The non-conformance discovered during data validation 
demonstrates a high bias, while the affected compound or analyte in the 
associated sample(s) was reported as not detected by the laboratory and did not 
warrant the qualification of the data. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

All samples were received in good condition. 

All technical holding time requirements were met. 

II. Initial Calibration 

All criteria for the initial calibration of each method were met. 

Ill. Continuing Calibration 

Continuing calibration frequency and analysis criteria were met for each method when 
applicable. 

IV. Laboratory Blanks 

Laboratory blanks were analyzed as required by the methods. No contaminants were 
found in the laboratory blanks. 

V. Field Blanks 

No field blanks were identified in this SDG. 

VI. Matrix Spike/Matrix Spike Duplicates 

Matrix spike (MS) sample analysis was performed on an associated project sample. 
Percent recoveries (%R) were within QC limits with the following exceptions: 

Spike ID 
(Associated Samples) Analvte %R (Limits) Flaa AorP 

LDW20-SS423MS Total organic carbon 138 (75-125) J (all detects) A 
(All samples in SDG 20F0505) 

VII. Duplicate Sample Analysis 

Duplicate (DUP) sample analysis was performed on an associated project sample. 
Results were within QC limits. 

VIII. Laboratory Control Samples/Standard Reference Materials 

Laboratory control samples (LCS) were analyzed as required by the methods. Percent 
recoveries (%R) were within QC limits. 

Standard reference materials (SRM) were analyzed as required by the methods. The 
results were within QC limits. 
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IX. Field Duplicates 

No field duplicates were identified in this SDG. 

X. Sample Result Verification 

Raw data were not reviewed for Stage 2B validation. 

XI. Overall Assessment of Data 

The analysis was conducted within all specifications of the methods. No results were 
rejected in this SDG. 

Due to MS %R, data were qualified as estimated in three samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. 
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Duwamish AOC4 
Wet Chemistry - Data Qualification Summary - SDG 20F0505 

I Samele I Anal:tte I Flag I AorP I Reason I 
LDW20-SS423 Total organic carbon J ( all detects) A Matrix spike (%R) 
LDW20-SS423DUP1 
LDW20-5S423DUP2 

Duwamish AOC4 
Wet Chemistry - Laboratory Blank Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 

Duwamish AOC4 
Wet Chemistry - Field Blank Data Qualification Summary - SDG 20F0505 

No Sample Data Qualified in this SDG 
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LDC #: 48822C6 
SDG #: 20F0505 

VALIDATION COMPLETENESS WORKSHEET 
Stage 28 

Laboratory: Analytical Resources, Inc. 

METHOD: (Analyte) TOC (EPA SW846 Method 9060A), Total Solids (SM 2540G) 

Date: ~/4 ctt@" 
Page:~ofL 

Reviewer: c:::.-
2nd Reviewer: :n;:;.. 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
validation findings worksheets. 

I. 

II 

Ill. 

IV 

V 

VI. 

VII. 

VIII. 

IX. 

X. 

YI 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

1 s:; 

V!:11"-' .L•-- .11. ....... 

Sample receiot/Technical holdina times 

Initial calibration 

Calibration verification 

Laboratory Blanks 

Field blanks 

Matrix Spike/Matrix Spike Duplicates 

Duplicate sample analysis 

Laboratory control samples 

Field duplicates 

Samole result verification 

n,----" •--• nf -'-•-

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

LDW20-SS423 

LDW20-SS423MS 

LDW20-SS423DUP 1_ 

LDW20-SS423fflP' ~v\)~ 

AA 
A-
A 
A 
JJ 

,<;'-vJ 
-A 
A LL~ 
N . 
N 

,&x;,_ 

ND = No compounds detected 
R = Rinsate 
FB = Field blank 

./ 

~n .............. ., 

~~(¥) 

D = Duplicate 
TB = Trip blank 
EB = Equipment blank 

lab ID 

20F0505-01 

20F0505-01 MS 

20F0505-01DU P;L 

20F0505-01 ~v (?2-

SB=Source blank 
OTHER: 

Matrix Date 

Sediment 06/30/20 

Sediment 06/30/20 

Sediment 06/30/20 

Sediment 06/30/20 

Notes:. __________________________________________ _ 

L:\Windward\Duwamish\48822C6W .wpd 1 



LDC#: 48822C6 VALIDATION FINDINGS WORKSHEET 

Sample Specific Element Reference 

All elements are applicable to each sample as noted below. 

Sample ID Target Analyte List 
1 Total solids, TOC 

QC: 2 TOC 

3 TS, TOC 

4 TOC 

Page 1 of 1 

Reviewer:CR 



LDC #:48822C6 

METHOD: lnorganics 

VALIDATION FINDINGS WORKSHEETS 

Matrix Spikes 

Page 1 of 1 

Reviewer:CR 

MS analysis was performed by the laboratory. All MS percent recoveries (%R) were within the acceptable limits with the following exceptions. 

MSID Matrix Analyte MS%R %R Limit Assocaited Samples Qualification Det/ND 
2 s TOC 138 75-125 All Jdet/A Det 

Comments: 


	Cover Letter

	Sample Table

	20F0466

	SVOA

	SVOA

	Hexachlorobenzene

	PCB

	Metals

	Wet Chem

	PCDD/PCDF


	20F0471

	SVOA

	SVOA

	Hexachlorobenzene

	PCB

	Metals

	Wet Chem

	PCDD/PCDF


	20F0505

	SVOA

	SVOA

	Hexachlorobenzene

	PCB

	Metals

	Wet Chem





